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Multicenter comparison of the Etest® and EUCAST for antifungal susceptibility testing of Candida isolates to micafungin M.E. Bougnoux 1 , E. Dannaoui 2* , I. Accoceberry 3 , A. Angoulvant 4 , E. Bailly 5 , F. Botterel 6 , S.

Chevrier 7 , T. Chouaki 8 , M. Cornet 9 , F. Dalle 10 , A. Datry 11 , A. Dupuis 1 , A. Fekkar 11, 12 , J.P.

Gangneux 7 , J. Guitard 13 , C. Hennequin 13 , Y.LeGovic 14 , P. Le Pape 15 , D. Maubon 9 , S.

Ranque 16 , M. Sautour 11 , B. Sendid 17 , J. Chandenier 5, 18 1: Université Paris-Descartes; Faculté de Médecine; Unité de Parasitologie-Mycologie, Service de Microbiologie, Hôpital Necker Enfants Malades, Assistance Publique -Hôpitaux de Paris, Paris, France. The echinocandin antifungal drug micafungin is highly effective in vitro against most Candida species (1-3). Micafungin is now widely used for prophylaxis and treatment of invasive candidiasis (IC) [START_REF] Cornely | ESCMID* guideline for the diagnosis and management of Candida diseases 2012: non-neutropenic adult patients[END_REF][START_REF] Groll | Micafungin: pharmacology, experimental therapeutics and clinical applications[END_REF]. During the last decade, acquired resistance of various Candida species to echinocandins has emerged worldwide, including France, and may become an important issue in the therapeutic management of IC [START_REF] Arendrup | Echinocandin resistance: an emerging clinical problem?[END_REF][START_REF] Dannaoui | Candida spp. with acquired echinocandin resistance, France, 2004-2010[END_REF][START_REF] Fekkar | Emergence of echinocandin-resistant Candida spp. in a hospital setting: a consequence of 10 years of increasing use of antifungal therapy?[END_REF][START_REF] Fekkar | Rapid emergence of echinocandin resistance during Candida kefyr fungemia treatment with caspofungin[END_REF][START_REF] Perlin | Echinocandin resistance, susceptibility testing and prophylaxis: implications for patient management[END_REF].

In vitro antifungal susceptibility testing is currently recommended to detect resistance in Candida species and to guide antifungal treatment [START_REF] Arendrup | Echinocandin resistance: an emerging clinical problem?[END_REF][START_REF] Cuenca-Estrella | ESCMID* guideline for the diagnosis and management of Candida diseases 2012: diagnostic procedures[END_REF]. Microdilution broth methods such as EUCAST and CLSI are the reference methods for antifungal susceptibility testing. andC. krusei) and four isolates belonging to other Candida species. Species identification was performed in each center according to the currently recommended phenotypic methods [START_REF] Howell | Candida, Cryptococcus, and other yeasts of medical importance[END_REF]. Micafungin susceptibility testing was performed using the Etest® (Biomérieux, Marcy l'Etoile, France), according to the manufacturer's instructions. Candida isolates were then centralized in a single center for MIC determination by the EUCAST reference method [START_REF] Eucast | EUCAST definitive document EDef 7.1: method for the determination of broth dilution MICs of antifungal agents for fermentative yeasts[END_REF].

C. krusei ATCC 6258 and C. parapsilosis ATCC 22019 were included as quality control strains [START_REF] Cuenca-Estrella | Multicentre determination of quality control strains and quality control ranges for antifungal susceptibility testing of yeasts and filamentous fungi using the methods of the Antifungal Susceptibility Testing Subcommittee of the European Committee on Antimicrobial Susceptibility Testing (AFST-EUCAST)[END_REF]. For comparison purposes, Etest® MICs were increased to the next higher corresponding EUCAST concentration [START_REF] Dannaoui | Comparison of antifungal MICs for yeasts obtained using the EUCAST method in a reference laboratory and the Etest in nine different hospital laboratories[END_REF]. Resistance was based on EUCAST clinical breakpoints. When clinical breakpoints were not available (i.e. for C. krusei and C. tropicalis), ECOFFs were used to categorize isolates as non-wild-type [START_REF] Arendrup | European Committee on Antimicrobial Susceptibility Testing -Subcommittee on Antifungal Susceptibility Testing[END_REF]. The same ECOFFs (defined by EUCAST) were used for analyzing results of Etest® as specific ECOFFs have not been determined yet. C.albicans, C. glabrata, and C. parapsilosis isolates were considered susceptible / resistant to micafungin when MICs were ≤0.016 / >0.016 µg/ml, ≤0.03 / >0.03 µg/ml, and ≤0.002 / >2 µg/ml, respectively. C. krusei and C. tropicalis isolates were considered wild-type / non-wild-type to micafungin when MICs were ≤0.25 / >0.25 µg/ml and ≤0.06 / >0.06 µg/ml, respectively. MIC results obtained by the two methods were considered to be in essential agreement when they were within ± 2 log 2 dilutions. Agreement at ± 1 log 2 dilution was also calculated. Categorical agreement was defined as the percentage of isolates classified in the same category (i.e. susceptible, intermediate, and resistant or wildtype and non-wild-type) by both techniques [START_REF] Dannaoui | Comparison of antifungal MICs for yeasts obtained using the EUCAST method in a reference laboratory and the Etest in nine different hospital laboratories[END_REF]. Discrepancies (very major, major, and minor errors) were defined as described previously [START_REF] Dannaoui | Comparison of antifungal MICs for yeasts obtained using the EUCAST method in a reference laboratory and the Etest in nine different hospital laboratories[END_REF].

Results from antifungal susceptibility testing were available for 933 Candida isolates, including 878 isolates of the six most medically important Candida species and 55 other Candida species. Table 1 shows the micafungin MICs for the 933 isolates determined by the EUCAST reference method. Micafungin MICs for C. parapsilosis isolates (modal MIC of 1 µg/ml) were several dilutions higher than for the other common species (modal MIC of 0.015 µg/ml for C. albicans, C. tropicalis, and C. glabrata and 0.03 and 0.06 µg/ml for C. kefyr and C. krusei, respectively). MICs for rare species were similar than those of the common species except for C. colliculosa and some isolates of C. guilliermondii and C. famata. According to the current clinical breakpoints [START_REF] Arendrup | European Committee on Antimicrobial Susceptibility Testing -Subcommittee on Antifungal Susceptibility Testing[END_REF], the micafungin resistance rate was <2% for C. albicans and C. parapsilosis, and 3.9% for C. glabrata. Based on ECOFFs, the non-wild-type rate was 0.7% for C. tropicalis and 0% for C. krusei. The overall essential agreement between EUCAST and Etest® results was high (98.5% at ± 2 log 2 dilutions and 90.2% at ± 1 log 2 dilution) (Figure 1) with minor differences between species (Table 2). The lowest essential agreement (96.7% at ± 2 log 2 dilutions) was observed for C. parapsilosis. An overall categorical agreement of 98.2% was observed for the 742 isolates belonging to the five species for which clinical breakpoints or ECOFFs are available (Table 3). The highest (100%) and lowest (96.7%) categorical agreements were found for C. krusei and C. glabrata, respectively. Major errors were observed in six cases (three C. albicans, two C. tropicalis, and one C. glabrata) and very major errors in six cases (two C. albicans and four C. glabrata). These 12 discrepancies were observed for strains isolated and tested in eight different centers.

The Etest® has been used in several studies for micafungin susceptibility testing of Candida spp. [START_REF] Arendrup | Echinocandin susceptibility testing of Candida species: comparison of EUCAST EDef 7.1, CLSI M27-A3, Etest, disk diffusion, and agar dilution methods with RPMI and isosensitest media[END_REF][START_REF] Axner-Elings | Echinocandin susceptibility testing of Candida isolates collected during a 1-year period in Sweden[END_REF][START_REF] Baixench | Acquired resistance to echinocandins in Candida albicans: case report and review[END_REF][START_REF] Espinel-Ingroff | Comparison of micafungin MICs as determined by the Clinical and Laboratory Standards Institute broth microdilution method (M27-A3 document) and Etest for Candida spp. isolates[END_REF][START_REF] Escribano | Comparison between the EUCAST procedure and the Etest for determination of the susceptibility of Candida species isolates to micafungin[END_REF][START_REF] Pfaller | Comparison of European Committee on Antimicrobial Susceptibility Testing[END_REF], but only a few comparative studies with a reference method have been performed [START_REF] Arendrup | Echinocandin susceptibility testing of Candida species: comparison of EUCAST EDef 7.1, CLSI M27-A3, Etest, disk diffusion, and agar dilution methods with RPMI and isosensitest media[END_REF][START_REF] Espinel-Ingroff | Comparison of micafungin MICs as determined by the Clinical and Laboratory Standards Institute broth microdilution method (M27-A3 document) and Etest for Candida spp. isolates[END_REF][START_REF] Escribano | Comparison between the EUCAST procedure and the Etest for determination of the susceptibility of Candida species isolates to micafungin[END_REF][START_REF] Pfaller | Comparison of European Committee on Antimicrobial Susceptibility Testing[END_REF]. In one of these previous studies, Marcos-Zambrano et al. [START_REF] Escribano | Comparison between the EUCAST procedure and the Etest for determination of the susceptibility of Candida species isolates to micafungin[END_REF] tested 160 yeast isolates with both the Etest® and EUCAST methods and reported an essential agreement of 90.3% at ± 2 log 2 dilutions (85.8% at ± 1 log 2 dilution) and a categorical agreement of >90%. Similarly, in another study, a comparison between Etest® and CLSI methods showed an overall essential agreement of 94.7% and a categorical agreement of 97.2% [START_REF] Espinel-Ingroff | Comparison of micafungin MICs as determined by the Clinical and Laboratory Standards Institute broth microdilution method (M27-A3 document) and Etest for Candida spp. isolates[END_REF]. The ability of the Etest® to detect micafungin resistance, for most of the species, has also been demonstrated previously by testing FKS mutant isolates [START_REF] Arendrup | Echinocandin susceptibility testing of Candida species: comparison of EUCAST EDef 7.1, CLSI M27-A3, Etest, disk diffusion, and agar dilution methods with RPMI and isosensitest media[END_REF][START_REF] Escribano | Comparison between the EUCAST procedure and the Etest for determination of the susceptibility of Candida species isolates to micafungin[END_REF][START_REF] Pfaller | Comparison of European Committee on Antimicrobial Susceptibility Testing[END_REF]. We enrolled 16 centers and demonstrated that under real-life conditions the Etest® gave very similar micafungin susceptibility results to the EUCAST reference method.

Altogether, our results show that the Etest® is a valuable and reliable method to routinely test the in vitro susceptibility of clinical Candida isolates to micafungin. In vitro micafungin resistance among the main Candida species isolated from clinical samples remains uncommon in France.
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  Nevertheless, because these reference methods are labor intensive and time-consuming, most clinical microbiology laboratories use commercial methods, such as the Etest®, for routine determination of minimum inhibitory concentrations (MICs). It is therefore essential to evaluate these commercial tests and to determine their ability to give MIC values that agree with those from the reference methods. With this aim, a prospective, multicenter French study was performed to compare the EUCAST and Etest® methods for micafungin susceptibility testing of a large panel of clinical isolates of different Candida species. Sixteen centers (six in Paris area and 10 across France) participated in the study. Over a 2-month period, each center was asked to test 64 Candida isolates, from any clinical sample, of the following species: 10 isolates of each of the six most common pathogenic species (C. albicans, C. glabrata, C. tropicalis, C. parapsilosis, C. kefyr

  lusitaniae (23), C. guilliermondii (9), C. norvegensis (5), C. inconspicua (5), C. famata (3), C. pelliculosa (2), C. lambica (2), C. sphaerica (1), C. ciferrii (1), C. catenulata (1), C. utilis (1), C. colliculosa (1), C. nivariensis (1).# ± 2 log2 dilutions.

Figure 1

 1 Figure 1 Correlation between EUCAST and Etest® methods for in vitro susceptibility testing of 933 Candida isolates to micafungin

  

Table 1 : Distribution of micafungin MICs (µg/ml) for different Candida species (n=933) determined by the EUCAST broth microdilution method Species (number of isolates) Number of isolates with an MIC (µg/ml) of

 1 

	% R/non
	WT*

* Resistance (R) or non-wild-type (WT) was defined based on EUCAST clinical breakpoints or ECOFFs when clinical breakpoints were not available. # C. guilliermondii (9), C. norvegensis (5), C. inconspicua (5), C. famata (3), C. pelliculosa (2), C. lambica (2), C. sphaerica (1), C. ciferrii (1), C. catenulata (1), C. utilis (1), C. colliculosa (1), C. nivariensis (1).

Table 2 In vitro susceptibilities of the 933 Candida isolates to micafungin as determined by the Etest® method and EUCAST broth microdilution method Species (number of isolates)

 2 

		Etest® MIC (µg/ml)		EUCAST MIC (µg/ml)			
		Range	MIC50 MIC90 GM Range	MIC50 MIC90 GM	Essential agreement #
	C. albicans (159)	≤0.015 -0.06 0.015 0.015 0.016 ≤0.015 -0.06 0.015 0.015 0.016	100
	C. glabrata (152)	≤0.015 -0.125 0.015 0.015 0.016 ≤0.015 -1	0.015 0.015 0.018	98.7
	C. parapsilosis (152)	0.06 -4	0.5	2	0.63 ≤0.125 -4	1	2	1.15	96.7
	C. tropicalis (152)	≤0.015 -0.5	0.015 0.03 0.019 ≤0.015 -1	0.015 0.03 0.021	99.3
	C. kefyr (136)	≤0.015 -0.25	0.03 0.125 0.036 ≤ 0.015 -0.125 0.03	0.06 0.044	97.8
	C. krusei (127)	≤0.015 -0.25	0.125 0.125 0.084 ≤0.015 -0.25	0.125 0.125 0.089	98.4
	Other Candida spp.* (55)	≤0.015 -1	0.03	0.25 0.057 ≤0.015 -1	0.06	0.5	0.068	98.2
	Total number (933)	≤0.015 -4	0.03	0.5	0.046 ≤0.015 -4	0.03	1	0.054	98.5

*C.

18: Université François Rabelais, INSERM U1100, Centre d'Étude des Pathologies Respiratoires (CEPR), 37000, Tours, France
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