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FDR-controlled metabolite annotation for high-resolution imaging mass spectrometry

mass-resolution (HR) MS that discriminates metabolites differing by a few mDa promises to achieve unprecedented reliability of metabolite annotation. However, no bioinformatics exists for automated metabolite annotation in HR imaging MS. This has restricted this powerful technique mainly to targeted imaging of a few metabolites only [START_REF] Spengler | Mass spectrometry imaging of biomolecular information[END_REF] . Existing approaches either need visual examination or are based on the exact mass filtering known to produce false positives even for ultra-HR MS [START_REF] Kind | Metabolomic database annotations via query of elemental compositions: mass accuracy is insufficient even at less than 1 ppm[END_REF] . This gap can be explained by the field novelty and high requirements to the algorithms which should be robust to strong pixel-to-pixel noise and efficient enough to mine 10-100 gigabyte datasets.

An additional obstacle is the lack of a metabolomics-compatible approach for estimating False Discovery Rate (FDR) [START_REF] Benjamini | Controlling the False Discovery Rate: A Practical and Powerful Approach to Multiple Testing[END_REF][START_REF] Storey | A direct approach to false discovery rates[END_REF] . FDR is defined as the ratio of false positives in a set of annotations. FDR is a cornerstone of quantifying quality of annotations in genomics, transcriptomics, and proteomics [START_REF] Käll | Assigning significance to peptides identified by tandem mass spectrometry using decoy databases[END_REF] . The proteomics target-decoy FDR-estimation is not directly applicable in metabolomics where there is no equivalent of a decoy database of implausible peptide sequences. An FDR-estimate in metabolomics was proposed earlier [START_REF] Matsuda | Assessment of metabolome annotation quality: a method for evaluating the false discovery rate of elemental composition searches[END_REF] but is limited to phytochemical metabolites, has not found widespread use and cannot be applied to imaging MS as it does not allow incorporating spatial information. An alternative approach to estimate FDR is to use a phantom sample with controlled molecular content but it is inherently complex and narrowed to a specific protocol.

We have addressed this double challenge and developed a comprehensive bioinformatics framework for FDR-controlled metabolite annotation for HR imaging MS. Our open-source framework (https://github.com/alexandrovteam/pySM) is based on the following principles: database-driven annotation by screening for metabolites with known sum formulas, an original Metabolite-Signal Match (MSM) score combining spectral and spatial measures, a novel target-decoy FDR-estimation approach with a decoy set generated by using implausible adducts.

Our framework takes as input: 1) an HR imaging MS dataset in the imzML format, 2) a database of metabolite sum formulas in a CSV format (e.g., HMDB [START_REF] Wishart | HMDB 3.0--The Human Metabolome Database in 2013[END_REF] ), 3) an adduct of interest (e.g., +H, +Na, +K). For a specified FDR level (e.g., 0.1), the framework provides metabolite annotations: metabolites from the database detected as present in the sample. The framework cannot resolve isomeric metabolites; the provided putative molecular annotations are on the level of sum formulas [START_REF] Sumner | Proposed minimum reporting standards for chemical analysis Chemical Analysis Working Group (CAWG) Metabolomics Standards Initiative (MSI)[END_REF] .

Our novel MSM score quantifies the likelihood of the presence of a metabolite with a given sum formula in the sample (Figure 1; Supplementary Note 1, Figure S2). For an ion (sum formula plus ion adduct, e.g., +H), we generate its isotopic pattern accounting for the instrument resolving power with isotopic fine structure if resolvable. Then, we sample from the imaging MS dataset an ion signal, namely, the ion images for all isotopic peaks with predicted intensity greater than 0.01% of the principal peak (Supplementary Note 1, Figure S1). MSM is computed by multiplying the following measures. (1) Measure of spatial chaos quantifies spatial informativeness within the image of the principal peak [START_REF] Alexandrov | Testing for presence of known and unknown molecules in imaging mass spectrometry[END_REF] . We introduce an improved measure of spatial chaos (Algorithm OM1) which outperforms earlier proposed measures [START_REF] Alexandrov | Testing for presence of known and unknown molecules in imaging mass spectrometry[END_REF][START_REF] Wijetunge | EXIMS: an improved data analysis pipeline based on a new peak picking method for EXploring Imaging Mass Spectrometry data[END_REF] in both speed and accuracy (Supplementary Note 1). ( 2) Spectral isotope measure quantifies spectral similarity between a theoretical isotopic pattern and relative sampled isotopic intensities. (3) Spatial isotope measure quantifies spatial co-localization between isotopic ion images. The MSM score of 1 indicates the maximal likelihood of the signal to correspond to the ion.

Our novel FDR-estimate helps select an MSM cutoff so that the ions with MSM scores above the cutoff will confidently correspond to metabolites from the sample (Figure 1; Supplementary Note 1, Figure S2). According to the target-decoy approach [START_REF] Käll | Assigning significance to peptides identified by tandem mass spectrometry using decoy databases[END_REF] , we propose to construct a decoy set as follows. We define a target set as ions from a metabolite database with a given ion adduct (e.g., +H). We define the decoy set as ions for the same sum formulas but with the following implausible adducts. For each sum formula, we randomly select an implausible adduct from the CIAAW 2009 list of the elements (e.g., +B, +Db, +Ag) excluding plausible adducts. MSM scores are calculated for target and decoy ions. For any MSM cutoff, FDR is estimated as the ratio between the numbers of decoy false positives (the decoy ions with MSM scores above the cutoff, FP D ) and target positives (the target ions with MSM scores above the cutoff). Here, we approximate the number of target false positives (FP T ) by FP D assuming the target and decoy sets to be similar. The sampling of implausible adducts is repeated, averaging the resulting FDR-estimate. FDR-controlled metabolite annotation is performed by specifying the desired value of FDR (e.g., 0.1) and choosing the smallest MSM cutoff providing the desired FDR (Figure 1; Supplementary Note 1, Figure S2). FDR-controlling provides annotations of a given confidence independently on the MSM cutoff, dataset, MS settings and operator, and can be used for comparative and inter-lab studies.

We evaluated the proposed FDR-estimation (Supplementary Note 1). First, we studied the similarity between the decoy and target ions required to fulfill FP D ≈FP T . Relative intensities of isotopic patterns for target and decoy ions were found to be similar (Figure 2a) despite the decoy ions have higher relative intensities for heavier isotopic peaks due to more complex isotopic patterns. The target and decoy ions were also found to be similar in the m/z-and mass defect-space (Figure 2b), with a positive offset in m/z for decoy adducts which typically have heavier elements. Second, we compared the estimated and true FDR for a simulated dataset with a known ground truth (Figure 2c; Supplementary Note 1). Although there is some difference in the low-values region, estimated FDR follows the true FDR overall. Finally, negative control experiments using each of the implausible adducts as a target one showed that FDR values for implausible adducts are characteristically higher (Figure 2d; Supplementary Note 1).

We showcased our framework on HR imaging MS datasets from two (a1 and a2) female adult wild-type mice (Supplementary Note 1). The brains were extracted, snap-frozen, and sectioned using a cryostat. Five coronal sections were collected from each brain: 3 serial sections (s1-s3) at the Bregma 1.42 mm, s4 at -1.46 mm and s5 at -3.88 mm. The sections were imaged using a 7T MALDI-FTICR mass spectrometer solariX XR (Bruker Daltonics) in the positive mode with 50 µm raster size. The datasets were of 20-35 gigabytes in size each. FDR-controlled annotation was performed with the desired level of FDR=0.1 for metabolites from HMDB with +H, +Na, +K adducts, and m/z-tolerance of 2.5 ppm (Figure 2e-i). Venn diagrams of annotated metabolites (Figure 2e) show a high reproducibility between sections from the same animal (especially between the serial sections from a2 where 51 of 73 sum formulas were annotated in all three sections), and between the animals (only two sum formulas were annotated in the animal a1 only). The numbers of detected adducts were similar (Figure 1f). Exemplary molecular images of annotations illustrate a high reproducibility between technical replicates and animals (Figure 1g). Phospholipids were detected mostly (PCs, PEs, SMs, PAs; Supplementary Note 1, Table S5 and Figure S10) that is typical for MALDI imaging MS of brain tissue using the HCCA matrix [START_REF] Gode | Lipid imaging by mass spectrometry --a review[END_REF] . From overall 103 annotations, 16 representative ones were validated with LC-MS/MS by either using authentic standards or assigning fragment structures to MS/MS data (Supplementary Note 3).

We demonstrated the potential of using FDR curves in two examples. First, we showed that MSM outperforms the individual measures (Figure 2h; Supplementary Note 1, Figure S8). The exact mass filtering performs significantly worse, achieving the lowest FDR=0.25 for 10 annotations (vs. FDR=0 for the same number of annotations when using MSM). Second, we demonstrated that the number of FDR-controlled annotations decreases with the decreasing mass resolving power (Figure 2i; Supplementary Note 1, Figure S9). For this, we artificially reduced mass resolving power by using different m/z-tolerances when sampling m/z-signals: 1, 2.5 (default), 5, 30, 100, 1000, and 5000 ppm. This indicates that a high mass accuracy and resolution are essential for confident metabolite annotation.

Our framework is directly applicable to other types of HR imaging MS with FTICR or Orbitrap analyzers (MALDI-, DESI-, SIMS-, IR-MALDESI-, etc.; with proper adducts to be selected for each source) and other types of samples (plant tissue, cell culture, agar plate, etc.) for which a proper metabolite database can be selected.

Accession Codes

MTBLS313: imaging mass spectrometry data from mouse and rat brain samples, MTBLS317: simulated imaging mass spectrometry data and MTBLS378: LC-MS/MS data from mouse brain samples. Dorrestein (UCSD) and Peter Maass (University of Bremen) for providing a stimulating environment as well as for discussions on mass spectrometry and image analysis during the years of this work. S5 for breakdown about the annotations), f) overlaps between adducts of the annotations, g) examples of molecular ion images for annotations validated using LC-MS/MS (cf. Supplementary Note 2, Figures S11 andS12; Supplementary Note 3), as well as FDR curves illustrating h) superiority of MSM as compared to individual measures for a2s3, +K (see Supplementary Note 1, Figure S8 for other datasets and adducts), and g) decrease of number of annotations when simulating lower mass resolution/accuracy for a1s3, +K (cf. Supplementary Note 1, Figure S9).

Tables N/A

Online Methods

Imaging mass spectrometry 1.1 Imaging mass spectrometry data from mouse brain samples

Samples

Two female adult wild-type C57 mice (a1, a2) were obtained from Inserm U1085 -Irset Research Institute (University of Rennes1, France). Animals were age 60 days and were reared under ad-lib conditions. Care and handling of all animals complied with EU directive 2010/63/EU on the protection of animals used for scientific purposes. The whole brain was excised from each animal immediately post-mortem and are loosely wrapped rapidly in an aluminum foil to preserve their morphology and snap-frozen in liquid nitrogen. Frozen tissues were stored at -80 °C until use to avoid degradation.

Sample preparation

For each animal, five coronal 12 µm-thick brain sections were collected on a cryomicrotome CM3050S (Leica, Wetzlar, Germany) as follows. Three consecutive sections were acquired at the Bregma distance of 1.42 mm (sections s1, s2, s3) and two further sections were acquired at the Bregma distances of -1.46 and -3.88 mm (datasets s4 and s5). The sections were thaw-mounted onto indium tin oxide (ITO) coated glass slides (Bruker Daltonics, Bremen, Germany) and immediately desiccated. Alpha-Cyano-4-hydroxycinnamic acid (HCCA) MALDI-matrix was applied using the ImagePrep matrix deposition device (Bruker Daltonics). The method for matrix deposition was set as described: after an initialization step consisting in between 10-15 cycles with a spray power at 15%, an incubation time of 15 s and a drying time of 65 s, 3 cycles were performed under sensor control with a final voltage difference at 0.07 V, a spray power at 25%, an incubation time of 30 s and a drying time under sensor control at 20% and a safe dry of 10 s; then 6 cycles were performed under sensor control with a final voltage difference at 0.07 V, a spray power at 25%, an incubation time of 30 s and a drying time under sensor control at 20% and a safe dry of 15 s; 9 cycles were performed under sensor control with a final voltage difference at 0.2 V, a spray power at 15%, an incubation time of 30 s and a drying time under sensor control at 20% and a safe dry of 50 s; finally 20 cycles were performed under sensor control with a final voltage difference at 0.6 V (+/-0.5 V), a spray power at 25%, an incubation time of 30 s and a drying time under sensor control at 40% and a safe dry of 30 s.

Imaging mass spectrometry

For MALDI-MS measurements the prepared slides were mounted into a slide adapter (Bruker Daltonics) and loaded into the dual source of a 7T FTICR mass spectrometer solariX XR (Bruker Daltonics) equipped with a Paracell, at the resolving power R=130000 at m/z 400. The x-y raster width was set to 50µm using smartbeam II laser optics with the laser focus setting 'small' (20-30 µm). For a pixel, a spectrum was accumulated from 10 laser shots. The laser was running at 1000 Hz and the ions were accumulated externally (hexapole) before being transferred into the ICR cell for a single scan. For animal a1, each spectrum was internally calibrated by one-point correction using a known phospholipid with the ion C 42 H 82 NO 8 P+K + , at the m/z 798.540963. For animal a2, every spectrum was internally calibrated by several point correction using: matrix cluster of HCCA 

Signal processing

Centroid data was exported into the imzML format by using the SCiLS Lab software, version 2016a (SCiLS, Bremen, Germany). Ion images were generated with the tolerance ±2.5 ppm. A hot-spot removal was performed for each image independently by setting the value of 1% highest-intensity pixels to the value of the 99'th percentile followed by an edgepreserving denoising using a median 3x3-window filter.

Data availability

The imaging mass spectrometry data is publicly available at the MetaboLights repository under the accession numbers MTBLS313.

Simulated imaging mass spectrometry data

An imaging MS dataset was simulated that contained 300 sum formulas from the HMDB metabolite database, version 2.5, and 300 randomly generated formulas not contained in HMDB. To each sum formula, either +H, +Na, or +K adduct was randomly assigned. Random sum formulas were generated such that the probability distributions of the number of CHNOPS atoms, the C-H ratio, and the C-O ratio are the same as all formulas from HMDB. Isotope patterns were generated for each formula at a resolving power of R=140000 at m/z 400. Each isotope pattern was multiplied by a random intensity in the range [0.2-1.0]. The patterns were assigned to one of two partially overlapping square regions: one with sum formulas from HMDB, the other with sum formulas not from HMDB. Additionally 700 peaks at randomly selected m/z-values were added independently to each spectrum so that a spectrum inside one of the squares would have 3500 ± 127 peaks. The resulted line spectra were then convolved with a Gaussian function with the sigma equal to 0.015.

Data availability

The simulated imaging mass spectrometry data is publicly available at the MetaboLights repository under the accession numbers MTBLS317.

Metabolite-Signal Match score

Individual measures used in the Metabolite-Signal Match (MSM) score were defined based on the ion images generated from each peak within the isotope pattern for a particular sum formula and adduct. Isotope envelopes were predicted for an ion (sum formula plus adduct) at the mass resolution of the dataset and peak centroids were detected.

Measure of spatial chaos

The measure of spatial chaos (Algorithm OM1) quantifies whether the principal ion image is informative (structured) or non-informative (noise). This approach was previously proposed by us for image-based peak picking [START_REF] Alexandrov | Testing for presence of known and unknown molecules in imaging mass spectrometry[END_REF] but here we developed an improved measure based on the concept of level sets earlier applied for image segmentation [START_REF] Vese | A Multiphase Level Set Framework for Image Segmentation Using the Mumford and Shah Model[END_REF] . For an ion image, its range of intensities is split into a number of levels. For each level, a level set is calculated as an 0-or-1-valued indicator set having 1-values for pixels with intensities above the level. Then, the number of closed 1-valued objects (connected areas of 1-valued pixels) in the produced level set is computed. Images with structure tend to exhibit a small number of objects that simply shrink in size as the threshold increases whilst images with a noisy distribution produce a great number of objects as the pixels above the threshold level are randomly spatially distributed (see Figure S3a). The algorithm was inspired by a concept of computational topology called persistent homology [START_REF] Edelsbrunner | Persistent homology-a survey[END_REF] . The proposed measure of spatial chaos returns a value between zero and one which is high for spatially-structured images and low for noisy images. uses the label function from scipy 25 with 4-connectivity and returns the number of disconnected objects in an image.
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The computational complexity of the level-sets algorithm is

where is the number of pixels. The parameters controls the smoothness of the curve seen in Figure S3b and above a certain granularity the value of stabilises to a constant for a particular image. A value of was found to be sufficient to provide stable results for both the test images from 2 and random noise (data not shown).

Spatial isotope measure

The spatial isotope measure quantifies the spatial similarity between the ion images of isotopic peaks, composing a signal for a sum formula. It is calculated as a weighted average linear correlation between the ion image from the most intense isotope peak (

) and all others ( ) where is the number of theoretically predicted isotope peak centroids for a particular sum formula and adduct with an intensity greater than 1% of the principal (largest) peak. Each image is weighted by the relative abundance of the theoretical isotope peak height . Negative values are set to zero so the spatial isotope measure returns a value between zero and one; the higher values imply a better match.

Equation OM1. Spatial isotope measure quantifying the spatial similarity of each isotope peak to the principal peak where returns Pearson's correlation coefficient and where

is a vector of intensities from ion image of the 'th isotope peak.

Spectral isotope measure

The spectral isotope measure quantifies the spectral similarity between a predicted isotope pattern and measured spatial intensities. It is calculated as the average difference between normalised predicted isotope ratios and normalised measured intensities, reported so that larger values imply a better match.

Equation OM2. Spectral isotope measure quantifying the spectral similarity between a predicted isotope pattern and the measured intensities of a signal.

In Equation 2, is a vector containing the mean image intensity from the ion images for the pixels in with non-zero intensity values and , where . This can be considered as projecting both theoretical and empirical isotope patterns onto a sphere and then calculating one minus the average coordinate difference.

Metabolite-Signal Match score

The Metabolite-Signal Match (MSM) score quantifies the similarity between the theoretical signal of a sum formula and its measured counterpart, with the higher value corresponding to higher similarity. It is calculated according to Equation OM3, as a product of the individual measures: measure of spatial chaos, spatial isotope measure and spectral isotope measure). This puts an equal weighting on all measures whilst penalizing any annotation that gets low value for any of the measures.

Equation OM3. Metabolite-Signal Match (MSM) score quantifying similarity between a theoretical signal of a sum formula and its counterpart sampled from the dataset.

Section OM3. False Discovery Rate-controlled metabolite annotation

Molecular annotation

First, we consider all unique sum formulas from a metabolite database of interest. We used the Human Metabolome Database (HMDB), v. 2.5, considering only 7708 carbon-containing sum formulas [START_REF] Wishart | HMDB 3.0--The Human Metabolome Database in 2013[END_REF] . Then, we select a list of potential ion adducts. The adducts +H, +Na and +K were used as the adducts commonly detected during tissue MALDI imaging MS in the positive mode 27 . Then, we perform molecular annotation of an imaging MS dataset for each ion (combination of a sum formula and an adduct) independently as described in Algorithm OM2. Note that in this algorithm the MSM threshold needs to be specified; for the updated algorithm selecting the MSM threshold in an FDR-controlled way, please see Algorithm OM3. 
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Calculation of the False Discovery Rate

To calculate the False Discovery Rate among the molecular annotations provided using Algorithm OM2 with an MSM threshold , we developed a target-decoy approach similar to (Elias and Gygi 2007) 28 . The innovative part of his development is in applying the targetdecoy approach in the spatial metabolomics context by defining a decoy set appropriate for metabolomics.

A target set was defined as a set of molecular ions for the sum formulas from a metabolite database (e.g. HMBD), with a given ion adduct type (e.g. +H, +Na, +K). A decoy search was defined as a set of implausible ions for the same sum formulas but with implausible ion adduct types. For each sum formula, an implausible elemental adduct is randomly chosen from the CIAAW 2009 list of isotopic compositions of the elements [START_REF] Berglund | Isotopic compositions of the elements 2009 (IUPAC Technical Report)[END_REF] excluding the plausible adducts, namely from He, Li, Be, B, C, N, O, F, Ne, Mg, Al, Si, P, S, Cl, Ar, Ca, Sc, Ti, V, Cr, Mn, Fe, Co, Ni, Cu, Zn, Ga, Ge, As, Se, Br, Kr, Rb, Sr, Y, Zr, Nb, Mo, Ru, Rh, Pd, Ag, Cd, In, Sn, Sb, Te, I, Xe, Cs, Ba, La, Ce, Pr, Nd, Sm, Eu, Gd, Tb, Dy, Ho, Ir, Th, Pt, Pu, Os, Yb, Lu, Bi, Pb, Re, Tl, Tm, U, W, Au, Er, Hf, Hg, Ta. Once the target and decoy sets are defined, the MSM scores are calculated for all target and decoy ions.

The MSM cutoff (

) is a key parameter of the molecular annotation. Setting the MSM cutoff changes the number of molecular annotations made. For any MSM cutoff, we define positives as the ions with MSM scores above the cutoff and negatives as the ions with MSM scores below the cutoff. We define as positive hits from the decoy. Since any decoy ion is constructed to be implausible, all decoy ions detected as positive are false positives. Then, we estimate FDR with FDR' according to Equation OM4.

Equation OM4. Definition of FDR and the proposed estimate of FDR (FDR'). FP, TP are False Positive and respectively True Positive,

and are the numbers of annotations from the target and decoy sets for the MSM cutoff .

Similar to the approach of FDR calculation in genome-wide studies proposed by (Storey & Tibshirani, 2003) [START_REF] Storey | Statistical significance for genomewide studies[END_REF] and picked up later in proteomics, Equation OM4 proposes an approximation of the true FDR defined as . This approach relies on having a high similarity between false-positives in the target set and the decoy set. The decoy set must be the same size as the target set and share the same statistical distributions as used by the measures used in the annotation. If these assumptions are satisfied then the number of false positives from the decoy ( ) approximates the number of false positives from the target ( ) while the denominator ( ) is equal between FDR and FDR'.

As the decoy generation is a randomized process, with one decoy search formed by a sampling of implausible adducts from all possible implausible adducts, FDR calculation is a repeated sampling process. We propose to repeat it (20 times for the presented results) and calculate the median of the observed FDR values. We favored median over mean for its general robustness to outliers and for providing integer values that can be translated into the numbers of annotations.

FDR-controlled molecular annotation

The term FDR-controlled molecular annotation means that parameters of molecular annotation are optimized so that the set of provided annotations has a desired level of FDR. This is the most widely used approach in proteomics for choosing parameters of molecular identification [START_REF] Choi | Significance analysis of spectral count data in label-free shotgun proteomics[END_REF] . We employed this approach to develop in Algorithm OM3 for selecting a key parameter of the molecular annotation, the MSM cutoff . This was performed similarly to (Zhang et al., 2012) [START_REF] Zhang | De Novo Sequencing Assisted Database Search for Sensitive and Accurate Peptide Identification[END_REF] by simultaneously sorting the MSM values for the target and decoy ions, decreasing the MSM cutoff thus one-by-one increasing the number of target ions annotated, recalculating the FDR after every new ion is annotated, and selecting the maximal number of annotations that provide FDR below the desired value (see Figure 1 in the main text). This process is repeated 20 times with the decoy adducts every time randomly sampled from the set of all considered implausible adducts and an observed recorded. After repetitions, the final MSM cutoff value is set at the median of the observed values. The final set of molecular annotations is a set of target ions with the MSM scores above the median cutoff value. 
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LC-MS/MS validation of annotations 5.1 Samples

Mouse brain sample

One female adult wild-type C57 mouse age 10 weeks was obtained from the European Molecular Biology Laboratory animal resource (EMBL-LAR, Heidelberg, Germany). The animal was reared under ad-lib conditions within the specific pathogen free facility. Care and handling of the animal complied with EU directive 2010/63/EU on the protection of animals used for scientific purposes. The whole brain was excised from each animal immediately post-mortem and rapidly cryo-frozen in CO 2 cooled isopentane. Tissue was stored at -80 °C until use.

Authentic lipid standards and chemicals

All lipid standards used for validation of annotations were purchased from Sigma Chemicals (Sigma-Aldrich Co., St. Louis, MO) and Avanti Polar Lipids (Alabaster, LA, USA). The LC-MS grade buffers and other reagents were purchased from Sigma Chemical. All mass spectrometry grade solvents and MiliQ grade water was used throughout the analysis.

Sample preparation

20 mg of brain tissue was extracted using Bligh and Dyer extraction method [START_REF] Bligh | A rapid method of total lipid extraction and purification[END_REF] . The dried extract was reconstituted with 100 µL of methanol and isopropanol (1:1) and 10µL of this sample solution was injected LC-MS system for each run. Lipid standards were prepared in same solvent with concentration of 100 ng/mL each.

LC-MS/MS methods

The separation of lipids was carried out on Agilent 1260 liquid chromatography (LC) system with Ascentis® Express C 18 column (100 x 2.1 mm; 2.7uM) and detected with high resolution mass spectrometry (Q Exactive Plus MS, Thermo Scientific).

Three LC-MS/MS methods were used: Positive: ESI positive mode using 'buffer 1'. Negative 1: ESI negative mode method using 'buffer 1'. Negative 2: ESI negative mode method used 'buffer 2'. LC was run with flow rate of 0.25 ml/min with solvent A consisted of acetonitrile-water (6:4) and solvent B of isopropyl alcohol-acetonitrile (9:1), which are buffered with either 10 mM ammonium formate and 0.1% formic acid (buffer 1) or 10 mM ammonium acetate (buffer 2). MS parameters (Tune ,Thermo Scientific) were set as: spray voltage of 4 kV, sheath gas 30 and auxiliary gas 10 units, S-Lens 65 eV, capillary temperature 280 o C and vaporisation temperature of auxiliary gas was 280 o C.

LC-MS/MS validation strategy

LC-MS/MS validation of lipid annotations was performed differently for annotations when lipid standards are available and for other annotations. When lipid standards were available, LC-MS/MS information in particular the LC retention time (RT), MS and MS/MS (MS2) was used to compare the data from a standard with the data from a sample (both acquired using exactly the same LC-MS method and precursor selection range). First, extracted ion chromatograms (XICs) were evaluated for all possible adducts to confirm the presence of the ion of the sum formula obtained from imaging data. As for the tolerance value for XICs: for data with standards we used the 5 ppm; for data with no standards we selected the best fitting tolerance value from 2, 3, and 5 ppm. We considered possible adducts for each metabolite (+H, +Na, +NH4 for the 'Positive' method; -H, +FA-H for the 'Negative' methods, FA stands for the formic acid) and selected the best matching adduct as follows. The precursor delta m/z was calculated for the sample both in MS1 and MS/MS data. The matching MS/MS spectrum was searched within the elution profile and manually interpreted for fragments corresponding to head-group and fatty acid side chains. Only precursor and fragments with accuracy <6 ppm were considered for structural interpretation to identify possible lipid species. The lipid class was confirmed by the presence of head-group fragment or its neutral loss (e.g. MS/MS fragment with m/z 184.0735 corresponds to the phosphocholine head-group). Since lipids from the classes of phosphatidylcholines (PC) and sphingomyelins (SM) have the same head-group (m/z 184.0735), given a sum formula, we searched in HMDB and SwissLipids to rule out a possibility of the sum formula to correspond to a lipid from another class other than annotated by our framework. Further to confirm the fatty acid side chains, the 'Negative' LC-MS methods were used (e.g. fatty acid fragments for phosphocholines were obtained after fragmentation of formate ion precursors using the 'Negative' LC-MS method). The collision energy was selected as best representing the precursor and the expected fragments. When standards were available, the RT, precursor m/z and MS/MS fragments corresponding to head-groups and fatty acid chains from the sample were matched with spectra from the corresponding standard. When standards were not available the fragments were manually interpreted. Finally, structural annotation of the matching peaks in the MS/MS spectra was performed with the help of the HighChem MassFrontier software (Thermo Scientific). The MS, MS/MS and RT (for standards) data is presented in Supplementary Note 3 and summarized in Table S5.
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  [C 20 H 14 N 2 O 6 +H + , m/z 379.092462] if present and known phospholipids present in the mouse brain [C 40 H 80 NO 8 P+H + , m/z 734.569432] and [C 42 H 82 NO 8 P+K + , m/z 798.540963]. Data was acquired for the mass range 100 < m/z < 1200 followed by a single zero filling and a sinapodization. Online feature reduction was performed in the ftmsControl software, version 2.1.0 (Bruker Daltonics) to return only the peak centroids and intensities.
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	Algorithm OM3.	
				, number
	of decoy samplings	
	Output: A set of molecular annotations (ions from the metabolite database detected as
	present in the dataset)	
	Algorithm:	
	// Predict and score all metabolite signals
	1. For	in	:
	2.		
	3.	Calculate	according to Algorithm
	4.			, where decoy adduct is
		randomly chosen from the list of decoy adducts
	5.	Calculate	according to Algorithm OM2.(1-3)
		// Calculate the MSM cutoff corresponding to the desired FDR level
	6. Form a combined vector of	values
		// Find the maximal number of annotations providing FDR below
	7. Sort in descending order.
	8.		
	9. While	:
	10.		
	11.		
	12.	Calculate	according to Equation OM4
	13.		
	14.		
	15. Repeat steps 1-11 according to the number of decoy samplings,
	16.		
		// Perform the MSM-based molecular annotation with the calculated cutoff
	17. For	in	:
		a. If		then add	into the list of molecular
		annotations	
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