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Abstract 

Background: Cardiac resynchronization therapy (CRT) with multipoint left ventricular (LV) pacing 

(MultiPoint™ Pacing [MPP]) improves acute hemodynamics and chronic outcomes over conventional 

biventricular pacing (BiV), though MPP programming questions persist.  

 

Objective: In this multi-center feasibility study, we evaluated the feasibility of using noninvasive systolic 

blood pressure (SBP) to guide MPP programming, and assessed the chronic 6-month echocardiographic 

CRT response. 

 

Methods: Patients implanted with MPP-enabled CRT defibrillator (CRT-D) devices underwent 

noninvasive hemodynamic assessment (finger arterial pressure) during a pacing protocol that included 

atrial-only pacing and various BiV and MPP configurations. Each configuration was repeated 4 times, 

alternating with reference, to calculate the SBP difference relative to reference (ΔSBP). CRT 

configurations with the greatest ΔSBP were programmed. An independent core lab analyzed baseline 

and 6-month echocardiography, with CRT response defined as a 6-month reduction in LV end-systolic 

volume (ΔLVESV) ≥15%.    

 

Results: Forty-two patients (71% male, LV ejection fraction 30.3±7.5%, QRS duration 161±19ms, 26% 

ischemic) were enrolled in 4 European centers. Relative to atrial-only pacing, the best BiV and best MPP 

configurations produced significant SBP elevations of 3.1±4.2 (p<0.01) and 4.1±4.1mmHg (p<0.01), 

respectively (BiV vs MPP, p<0.01). Greater SBP elevations were associated with the best MPP compared 

to the best BiV configurations in 29/37 (78%) of patients completing the pacing protocol. Of MPP-

programmed patients completing the 6-month follow-up, 23/27 (85%) were classified as CRT responders 

(ΔLVESV = 31±20%). 

 

Conclusion: Acute noninvasive hemodynamics after CRT implant predominantly favored MPP over BiV 

programming. MPP programming guided by noninvasive hemodynamics resulted in positive LV 

structural remodeling. 

 

 

 

 

 

 

Key Words: Cardiac resynchronization therapy; heart failure; reverse remodeling; noninvasive 

hemodynamics; Multipoint Pacing; end-systolic volume; finger arterial pressure 
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Introduction 

Conventional cardiac resynchronization therapy (CRT) involves simultaneous pacing of the right ventricle 

(RV) and the left ventricle (LV). A coronary sinus lead, typically in a lateral or posterolateral coronary 

vein, is placed for LV pacing in addition to RV endocardial lead. Results from randomized, controlled 

clinical trials have consistently demonstrated that CRT improves cardiac structure and function while 

significantly reducing the risk of worsening heart failure.1 However, up to 40% of the patients fail to 

respond to this therapy.2  

In an effort to improve CRT response, methods to deliver pacing at multiple LV sites have been 

developed. Although attractive from a physiological perspective, dual-vein multisite LV pacing is 

hindered by technical complexities and several clinical issues.3-7 A recently introduced technique to 

achieve multisite LV pacing without the need for two LV leads makes use of a quadripolar LV lead paired 

with a pulse generator capable of pacing from two LV electrodes in the same coronary vein (MultiPoint™ 

Pacing [MPP] technology, Abbott, Abbott Park, IL).  

Initial clinical experience has shown that MPP, compared with conventional BiV pacing, provides acute 

benefits to LV dP/dtMax
8-10, LV dyssynchrony11, LV peak radial strain12-13, and LV electrical activation14, and 

improves long-term CRT response15-17. However, questions persist on how to program MPP in a routine 

clinical setting. Noninvasive methods have the advantage of being convenient to acquire, free from 

potential complications associated with invasive measurements, and allow multiple measurements to be 

made to increase the confidence of measurements. In this multi-center feasibility study, we evaluated 

the feasibility of using noninvasive systolic blood pressure (SBP) to guide MPP programming, and 

assessed the chronic echocardiographic CRT response at 6 months. 

Methods 

This study was conducted at 4 European centers. All patients provided written informed consent, and 

the study protocol was reviewed and approved by the Human Research Ethics Committee of each 

participating institution. The patient population included in this study was characterized by NYHA 

functional class II or III and indicated by ESC/EHRA guidelines to undergo de novo implant of a CRT 

defibrillator (CRT-D) system. Patients were excluded for any of the following conditions: age <18 years, 

pregnancy or planned pregnancy within 12 months, persistent or permanent atrial fibrillation, recent 

myocardial infarction within 40 days, cardiac surgery or coronary revascularization procedure within 3 

months or scheduled for such procedure in the following 12 months, recent cerebrovascular accident or 

transient ischemic attack within 3 months, on intravenous inotropic support in the last 30 days, or either 

scheduled or considered for heart transplantation over the next 12 months. The study was registered on 

ClinicalTrials.gov (NCT02064751). 

Procedures and Follow-up Visits 

Abbott CRT-D devices with the MPP feature (Quadra Assura MP™, models 3371-40Q/QC) and Quartet® 

quadripolar LV pacing lead were used in this study. Patients underwent device implant according to 

standard practice. Prior to discharge, each patient underwent noninvasive hemodynamic assessment 
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under a study-specific pacing protocol and was programmed to the CRT configuration that yielded the 

greatest increase in systolic blood pressure. Noninvasive hemodynamic assessment was repeated at the 

6-month follow-up visit.  

Echocardiographic evaluation was performed at the pre-implant baseline visit and again at 6 months 

post-implant. LV end-systolic volume (LVESV) and LV ejection fraction (LVEF) were analyzed by a core 

lab. Patients were considered to be responders to CRT at the 6-month follow-up visit if they 

demonstrated a reduction in LVESV of at least 15% relative to baseline (ΔLVESV≥15%). Clinical 

evaluations including NYHA functional class, 6 minute hall walk distance (6MWD), and Minnesota living 

with heart failure questionnaire (MLWHF) were collected at baseline and every follow-up visit.  

Selection of Pacing Configurations 

Atrial-only pacing, conventional biventricular pacing (BiV) configurations, and MPP configurations were 

evaluated at the post-implant hospital discharge (pre-discharge) visit, as shown in Table 1. The cathode-

anode combinations that comprised the LV pacing vectors of interest included the 4 quadripolar LV lead 

electrodes (D1, M2, M3, P4: distal-to-proximal) along with the RV coil. LV pacing vectors with a capture 

threshold higher than 3.5 V or presence of phrenic nerve stimulation (PNS) at twice the capture 

threshold were excluded. The 4 BiV configurations tested included each of the 4 quadripolar LV lead 

electrodes as cathodes, with the RV coil as anode. 

Two MPP vector combinations (“anatomically-defined MPP” and “electrically-defined MPP”) were 

selected for testing. The anatomically-defined MPP configuration was chosen to pace first using a distal 

electrode as cathode (LV1) and second using a proximal electrode as cathode (LV2) with maximum 

separation between the two cathodes along the quadripolar lead body. The electrically-defined MPP 

configuration was selected to pace first using the cathode with the earliest electrical activation (LV1) and 

second using the cathode with the latest electrical activation (LV2), as measured from RV pacing to LV 

sensing at each of the 4 quadripolar LV lead electrodes. RV coil was used as the anode of the MPP LV 

pacing vectors. An additional MPP configuration was tested, using D1-M2 as the LV1 pacing vector and 

M3-RV coil as the LV2 pacing vector with LV1�LV2 and LV2�RV delays of 10 ms each.  

The device can or an LV electrode was substituted for the RV coil as the anode in BiV or MPP 

configurations when high capture threshold or PNS was observed. 

Pacing Protocol and Noninvasive Hemodynamic Assessment 

Each of the above pacing configurations defined a Test Pacing Intervention (TPI). To minimize the effect 

of intrinsic blood pressure variation, a fixed pacing configuration was used as the Reference Pacing 

Intervention (RPI) between all repeated TPIs. In order to minimize abrupt changes in hemodynamics 

between pacing transitions and better characterize benefit of MPP over BiV pacing, the RPI for each 

patient was defined as BiV pacing using the distal LV electrode as cathode and RV coil as anode. Each TPI 

alternated with the RPI four times to yield eight pacing transitions between TPI and RPI. All pacing 

interventions were delivered for 20 sec at a time, with a pacing constant rate above the patient’s 
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intrinsic rate, and a fixed atrioventricular (AV) delay (between 100-150ms) to ensure consistent 

ventricular capture.  

Noninvasive hemodynamics were measured using a finger arterial pressure system (Finometer MIDI, 

Finapres Medical Systems, Netherlands). The relative change in systolic blood pressure (ΔSBP) was 

calculated between each TPI and neighboring RPI by comparing the mean SBP 10 seconds immediately 

before and after a pacing transition. The mean and standard deviation of ΔSBP from the eight pacing 

transitions were used to rank each TPI relative to the RPI. The use of ΔSBP to guide AV delay 

programming has been previously described by Whinnett et al18. 

Prior to hospital discharge, patients were programmed to the BiV or MPP TPI associated with the 

greatest mean ΔSBP. If no MPP vector combination was available, the patient was programmed at the 

discretion of the investigator and withdrawn from the study. 

Statistical Analysis 

All measurements were expressed as mean ± standard deviation. Comparisons of different pacing 

interventions within each patient were made by using paired t tests. Comparisons of patient subgroups 

were made using unpaired t tests. P values <0.05 were considered significant.  

 

Results 

Study Population 

Forty-five patients scheduled to undergo de novo implantation of a CRT-D device (Quadra Assura MP™ 

with Quartet™ LV lead, Abbott) were enrolled in 4 European centers. Of those patients, 42 completed 

the baseline visit and implant (withdrawn: 1 presented in persistent AF, 1 with baseline LVEF > 35%, 1 

had an unknown paracardiac mass identified by MRI), 39 patients completed the pre-discharge data 

collection visit (withdrawn: 3 presented high capture thresholds), and 34 patients participated through 

the 6 month follow-up (withdrawn: 2 exhibited PNS, 2 LV lead dislodgement, 1 patient request). Patients 

were implanted between May, 2014 and June, 2015. The distributions of the implanted RV and LV lead 

locations are shown in Figure 1. Pre-implant baseline patient demographics, comorbidities, and HF 

metrics for all patients with complete 6 month data are shown in Table 2. 

Acute Hemodynamic Evaluation: Pre-discharge 

Noninvasive finger arterial blood pressure measurements at pre-discharge demonstrated a greater 

acute response to MPP compared to BiV configurations. The BiV and MPP configurations listed in Table 

1 were ranked for each patient according to SBP elevation relative to atrial-only pacing. As shown in the 

top-left panel of Figure 2, the best BiV and best MPP configurations produced significant SBP elevations 

of 3.2±4.3 (p<0.001) and 4.1±4.2 mmHg (p<0.001), relative to atrial-only pacing, respectively with a 

significant difference between best MPP and best BiV (MPP-BiV: 0.9 mmHg, p<0.001). 
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Furthermore, the SBP changes elicited by the best BiV and best MPP configurations, relative to atrial-

only pacing, were slightly greater for non-ischemic (BiV: 3.5±4.1, MPP: 4.4±4.1 mmHg) vs. ischemic 

patients (BiV: 2.0±4.9, MPP: 3.0±4.4 mmHg), as shown in the middle-left panels (∆BiV: 1.5, ∆MPP: 1.4 

mmHg). Similarly, these changes were also slightly greater for patients with QRS duration > 150 ms (BiV: 

4.1±4.4, MPP: 4.9±4.4) vs. those with QRS duration ≤ 150 ms (BiV: 1.2±3.2, MPP: 2.3±2.9), as shown in 

the bottom-left panels (∆BiV: 2.9, ∆MPP: 2.6 mmHg). 

The SBP changes were highly dependent on the specific CRT settings, with a broad range of ΔSBP 

magnitudes observed. Differences in ΔSBP between the best and worst settings were 1.6±1.3 mmHg for 

BiV configurations and 4.4±1.9 mmHg for MPP configurations, indicating the importance of MPP setting 

selection. 

Greater acute SBP elevations were associated with the best MPP configuration compared to the best BiV 

configuration in 31/39 (79%) of patients who completed the pacing protocol. Each patient was 

ultimately programmed to the BiV or MPP configuration associated with the highest acute SBP 

elevation. Patients programmed to BiV, in comparison to those programmed to MPP, had longer 

baseline QRS duration (169±29 vs. 158±29 ms) and less RV-to-LV electrical conduction dyssynchrony 

(13±12 vs. 21±18 ms, measured by the difference in activation times among the 4 LV electrodes during 

RV pacing). There was no difference in heart failure etiology between patients programmed to MPP and 

BiV. 

The distribution of pacing electrodes (cathodes) associated with the best BiV and best MPP 

configurations is provided in Table 3. Although a single cathode was not particularly favored in BiV 

configurations, the best MPP configurations favored D1 and either P4 or M3 as cathodes. In terms of 

LV1�LV2�RV pacing delays in the best MPP configurations, 18/31 (58%) included delays >20 ms, while 

13/31 (42%) included only delays ≤20 ms. 

Acute Hemodynamic Evaluation: 6 Months Post-implant 

Repeated noninvasive finger blood pressure measurements 6 months post-implant revealed a sustained 

acute benefit of MPP over BiV configurations, as shown in the right panels of Figure 2. Relative to atrial-

only pacing, the best BiV and best MPP configurations at 6 months post-implant produced significant 

SBP elevations of 2.9±5.1 (p<0.01) and 3.9±4.7 mmHg (p<0.01), respectively (MPP-BiV: 1.0 mmHg, 

p<0.01).  

Similar to pre-discharge measurements, the SBP changes elicited by the best BiV and best MPP 

configurations were slightly greater for non-ischemic (BiV: 3.5±5.7, MPP: 4.8±5.1 mmHg) vs. ischemic 

patients (BiV: 1.7±3.2, MPP: 2.1±2.9 mmHg), as shown in the middle-right panels of Figure 2 (∆BiV: 1.8, 

∆MPP: 2.7 mmHg). These changes were also slightly greater for patients with QRS duration > 150 ms 

(BiV: 3.7±5.8, MPP: 4.7±5.2) vs. those with QRS duration ≤ 150 ms (BiV: 1.0±1.7, MPP: 2.1±2.2), as 

shown in the bottom-right panels (∆BiV: 2.7, ∆MPP: 2.6 mmHg). 

Also consistent with pre-discharge measurements, the best and worst BiV and MPP configurations 

resulted in a broad range of SBP changes. Differences in ΔSBP between the best and worst settings 6 
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months post-implant were 2.3±2.4 mmHg for BiV configurations and 5.6±2.5 mmHg for MPP 

configurations. 

Chronic Outcomes at 6 and 12 Months Post-implant 

In terms of ΔLVESV≥15% at 6-months relative to pre-implant, 4/5 BiV patients and 24/29 MPP patients 

were classified as CRT responders, for a total response rate of 28/34 (82.4%), shown in Figure 3. All 6 

non-responders were male, 2 had ischemic cardiomyopathy, 4 had LV leads in lateral and 2 in 

posterolateral vein branches, and RV leads were septal in 2 patients and apical in 4 patients. The single 

BiV non-responder was programed to BiV simultaneous pacing using the D1 LV electrode. Among the 5 

MPP non-responders, 3 were programmed with D1 and P4 LV electrodes, 1 with D1 and M3, and 1 with 

M2 and P4. CRT responder rate was 9/11 (81.8%) in ischemic patients and 19/23 (82.6%) in non-

ischemic patients.     

Chronic 6-month LV remodeling outcomes assessed using echocardiography are shown in Figure 4. CRT 

responders and non-responders demonstrated relative LVESV changes of 36.3±13.0% and 0.9±14.6%, 

respectively, with a collective ΔLVESV of 30.1±18.9%. In addition, CRT responders and non-responders 

demonstrated absolute elevations in LV ejection fraction of 11.3±5.3% and 9.0±6.6%, respectively, with 

a collective ΔLVEF of 10.9±5.6%. MPP-programmed responder patients, specifically, experienced a 

relative LVESV change of 37.0±13.6% and an absolute LVEF elevation of 12.0±5.2%. ΔLVESV was 

31.8±15.0% in ischemic patients and 29.2±20.8% in non-ischemic patients. ΔLVEF was 11.7±6.1% in 

ischemic patients and 10.5±5.3% in non-ischemic patients.    

As shown in Figure 5, clinical assessment at 6 months showed reduced NYHA functional class (-

0.53±0.66), improved quality of life (MLWHF score, -16.7±22.5), and improved 6MWD (+37.6±91.7 

meters) from baseline in all patients. No significant differences between responders and non-responders 

were observed. 

The 6 CRT non-responders at 6 months underwent 9- and 12-month follow-up visits. Devices in these 

patients were not reprogrammed at 6 months. At 12 months, 2/6 non-responders became responders, 

3/6 remained non-responders but showed ESV improvement, and 1 was unknown due to 

echocardiography errors.  

Discussion 

CRT device programming is important in improving patient outcomes. Routine optimization techniques 

have included echocardiography, device-based algorithms, and other noninvasive techniques, such as 

blood pressure measurements. To our knowledge, this is the first multi-center study to prospectively 

evaluate the feasibility of using noninvasive systolic blood pressure measurements to guide MPP 

programming and subsequently assess the chronic CRT response.  

The main findings are (1) the acute noninvasive hemodynamics after CRT implant predominantly favored 

MPP over BiV programming, and (2) MPP programming guided by systolic blood pressure assessments 

resulted in positive LV structural remodeling at 6 months post device implant.  
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Acute and Chronic Hemodynamics Post-implant 

During the acute hemodynamic assessments after device implant, the best BiV and best MPP 

configurations (i.e., those yielding the greatest blood pressure elevation) produced significant SBP 

elevations relative to atrial-only pacing. Greater SBP elevations were associated with the best MPP 

setting in 79% of the patients. The evaluated MPP pacing configurations showed a wider range of 

hemodynamic variation, suggesting acute optimization and individualized programming should 

definitely be considered to maximize the benefit of MPP. Fortunately, such individualization can be 

achieved efficiently by noninvasive hemodynamic measurements. The repeated hemodynamic 

assessment at the 6-month follow-up visit showed a sustained benefit of MPP over BiV configurations.  

The achieved SBP elevation in acute optimization protocol was quite small in amplitude and difficult to 

speculate the clinical implications of the magnitude of response. In our opinion, it is probably more 

important to compare the SBP elevations by the tested CRT configurations and select the optimal 

setting. In another word, use it as a metric to identify the CRT setting that results in the highest acute 

change in SBP rather than link the magnitude of SBP change to long term CRT response.   

BiV vs. MPP 

In this study, devices were predominantly programmed to MPP due to superior acute hemodynamics. 

The 6-month echocardiographic and clinical results in these BiV patients were almost as good as MPP 

patients. Although statistical significance was not achieved due to sample size limitations, patients 

programmed to BiV had longer baseline QRS durations and less RV-to-LV conduction dyssynchrony 

compared to patients programmed to MPP. This observation further underscores the importance of 

patient-individualized CRT optimization and selective use of MPP in different clinical scenarios.      

Importance of Repeated Measurements  

Hemodynamic measurements used to compare CRT configurations are susceptible to confounding 

factors, such as respiration and baseline signal drift. Previous validation studies19-20 have shown that 

repeated comparisons of test and reference interventions can reduce the impact of confounding factors, 

allowing the specific effects of the test interventions to be distinguished. Similarly, this study employed 

a pacing protocol that included four repeated alternations between each TPI and the fixed RPI, resulting 

in eight replicates of pacing transitions. Although this pacing protocol may seem exhaustive, a recent 

report showed proof of concept of a simple, fully-automated photoplethysmographic method for AV 

optimization21. Such a system may be applied to automate the pacing protocol used in this study to 

guide MPP programming.  

Dependence of CRT Response on HF Etiology 

In this study, we observed similar improvement in acute noninvasive hemodynamics and long-term 

reverse remodeling regardless of HF etiology and QRS duration (greater or less than 150 ms). It is well 

known that HF etiology and lack of dyssynchrony are independent predictors of non-response to 

conventional CRT.22-23 In the CARE-HF and MADIT-CRT study, reverse remodeling was more pronounced 
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in the non-ischemic population without a significant impact on clinical outcomes.24-25 Conceivably, MPP 

may provide more benefit in patients with ischemia and heterogeneous patterns of dyssynchrony by 

providing better synchronization of viable LV tissue and normalizing electrical propagation patterns 

around the scar tissue. Our observations highlight the potential of further studies to elucidate the 

impact of MPP with respect to LV scar presence and scar distribution in HF patients.   

Chronic Response of MPP Programming Guided by Noninvasive Hemodynamics  

In this study, the CRT response rate and super-response rate (defined by ∆LVESV ≥ 30%) at 6 months 

were 82.4% and 50%, respectively. This high response rate is consistent with previous single-center 

studies in which acute invasive hemodynamic assessments have been used to guide MPP programming. 

In a previous study by Pappone et al15, CRT response rate and super-response rate based on clinical 

response at 12 months was 76% and 33% in the MPP group, respectively (vs. 57% and 14% in the BiV 

group). Another study by Zanon et al16 reported that CRT response at nearly 1 year post-implant was 

90% when LV pacing site optimization was used with MPP. The results from the current study 

demonstrate that superior chronic response can be achieved by MPP programming guided by systolic 

blood pressure measurement using a noninvasive system. 

Limitations 

With MPP, the additional LV pacing vector and programmable LV-to-LV delay result in many additional 

programming options. All of these options were not tested in this study due to the time limitations of an 

acute pacing protocol. Instead, we prioritized the options based on “anatomically-guided” and 

“electrically-guided” MPP vector selection methods, both of which are easy to understand and 

straightforward for clinical practice. In each individual patient, a single AV delay was used in all pacing 

interventions. Furthermore, BiV pacing interventions were performed with simultaneous BiV pacing, as 

it is considered standard programming for CRT in routine clinical practice. Whether the benefits of MPP 

over BiV persist across the physiological range of AV and interventricular delays remains to be 

addressed. Another limitation of this feasibility study was the small sample size and relatively high 

dropout rate for final analysis, which should be supplemented by larger-scale clinical studies.  

 

Conclusion 

This study showed that acute noninvasive hemodynamic evaluation after CRT implant predominantly 

favored MPP over BiV programming. In addition, MPP programming guided by noninvasive 

hemodynamics, specifically systolic blood pressure, resulted in positive LV structural remodeling and 

improved chronic outcomes. These findings have important clinical implications for device programming 

and CRT optimization using MPP to maximize patient outcomes. 
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Tables 

Table 1: Pacing configurations tested.  
The LV-LV-RV timing for MPP configurations is displayed as “vector1 –(delay1-2)� vector2 –(delay2-3)� vector3.” 

CRT Setting LV Pacing Vectors Timing 

Atrial-only N/A N/A 

BiV 

Cathode = D1 Simultaneous RV + LV 

Cathode = M2 Simultaneous RV + LV 

Cathode = M3 Simultaneous RV + LV 

Cathode = P4 Simultaneous RV + LV 

MPP 

 

Anatomically-defined LV1 –(5ms)� LV2 –(5ms)� RV 

Anatomically-defined LV1 –(20ms)� LV2 –(5ms)� RV 

Anatomically-defined LV1 –(40ms)� LV2 –(5ms)� RV 

Anatomically-defined LV1 –(5ms)� LV2 –(20ms)� RV 

Anatomically-defined LV1 –(5ms)� LV2 –(40ms)� RV 

Electrically-defined LV1 –(5ms)� LV2 –(5ms)� RV 

Electrically-defined LV1 –(20ms)� LV2 –(5ms)� RV 

Electrically-defined LV1 –(40ms)� LV2 –( 5ms)� RV 

Additional LV1 –(10ms)� LV2 –(10ms)� RV 

 

 

Table 2: Baseline patient characteristics. 

Characteristic 
Patients completed 

Implant 
(N = 42) 

Patients completed    

6 Month Follow-up 
(N = 34) 

Age (yr) 63 ± 11 63 ± 11 

Gender (% male) 74% 76% 

Baseline Ischemic Etiology 74% non-ischemic 68% non-ischemic 

NYHA Functional Class 2.3 ± 0.5 2.4 ± 0.5 

QRS Duration (ms) 160 ± 20 161 ± 20 

6 min Walk Test Distance (m) 409 ± 126 408 ± 134 

LV Ejection Fraction (%) 30 ± 7 30 ± 7 

LV End-systolic Volume (mL) 183 ± 85 188 ± 87 

LV End-diastolic Volume (mL) 256 ± 97 261 ± 98 

Medication (% of patients) 

      ACE Inhibitors / ARBs  

      Beta Blockers 

      Diuretics 

      Antiplatelets 

      Anticoagulants 

      Antiarrhythmics Class III 

 
100% 
93% 
90% 
50% 
29% 
24% 

 
100% 
94% 
88% 
50% 
29% 
24% 
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Table 3: Pacing electrodes associated with greatest ΔSBP. 

BiV Cathode 
# Patients 

(N = 8 BiV) 

MPP Cathode 

Combination 

(LV1/LV2) 

# Patients 

(N = 31 MPP) 

D1 2 D1/P4 10 

M2 3 D1/M3 7 

M3 1 D1/M2 2 

P4 2 P4/D1 3 

  M3/D1 3 

  M2/D1 2 

  M2/P4 2 

  P4/M3 1 

  M2/M3 1 

 

 

 

Figure Legends 

Figure 1. Distributions of implanted RV (left) and LV (center, right) lead locations, shown by percent of patients. 

Figure 2: Acute hemodynamic assessment at Pre-discharge (left) and 6-month (right) visits. Change in 
noninvasive systolic blood pressure, relative to atrial-only pacing, shown for the BiV and MPP settings of each 
patient that elicited the “worst” (smallest change) and “best” (greatest change) acute response. Top panel shows 
all patients; middle panels group patients by heart failure etiology; bottom panels group patients by QRS duration. 

Figure 3: Distribution of 6-month response across all 34 patients. Left pie-chart shows proportion of responders 
(ΔLVESV ≥ 15%) vs. non-responders. Right pie-chart further distinguishes super-responders (ΔLVESV ≥ 30%) and 
negative non-responders (ΔLVESV < 0%). 

Figure 4: 6-month LV remodeling outcomes. Mean LVESV and LVEF response of all patients, responder patients 
(ΔLVESV ≥ 15%), and non-responder patients (ΔLVESV < 15%). Responder and super-responder (ΔLVESV ≥ 30%) 
thresholds are indicated as dashed lines. Response for each patient is also shown: super-responder (upward 
triangle), responder (square), and non-responder (downward triangle).   

Figure 5: Clinical parameters at baseline visit and 6-month follow-up. After 6 months, patients had significantly 
improved NYHA functional class, MLWHFQ score, and 6 minute walk distance (*p < 0.05). 
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