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Purpose: In context of head-and-neck radiotherapy, this study aims to compare MR image quality according to diagnostic (DIAG) and radiotherapy (RT) setups; and to optimize an MRI-protocol (including 3D T1 and T2-weighted sequences) for dose-planning (based on pseudo-CT generation).

Materials and methods:

To compare DIAG and RT setups, Signal-to-Noise-Ratio (SNR) and percentage-image-uniformity (PIU) were computed on T1 images of phantoms and volunteers.

Influence of the sample conductivity on SNR was quantified using home-made phantoms. To obtain reliable T1 and T2 images for RT-planning, an experimental design was performed on volunteers by using SNR, Contrast-to-Noise-Ratio (CNR) and Mean-Opinion-Score (MOS). Further, pseudo-CTs were generated from 8 patients T2 images with a state-of-art deep-learning method. These pseudo-CTs were evaluated by mean-absolute-error (MAE) and mean-error (ME).

Results: SNR was higher for DIAG-setup compared to RT-setup (SNR-ratio = 1.3). A clear influence of the conductivity on SNR was observed. PIU was higher for DIAG-setup (38.8%) compared to RT-setup (33.5%). Regarding the protocol optimization, SNR, CNR, and MOS were 20.6, 6.16, and 3.91 for the optimal T1 sequence. For the optimal T2 sequence, SNR, CNR and MOS were 25.6, 44.46 and 4.0. In the whole head-and-neck area, the mean MAE and ME of the pseudo-CTs were 82.8 and -3.9 HU.

Conclusion:

We quantified the image quality decrease induces by using an RT-setup for head-andneck radiotherapy. To compensate this decrease, an MRI protocol was optimized by using an experimental design. This protocol of 15 minutes provides accurate images which could be used for MRI-dose-planning in clinical practice.

Introduction

In radiotherapy, X-ray imaging (CT-scan and CBCT) is the main imaging modality for treatment planning and delivery. CT-scan provides tissue electron density information required for dose calculation. CBCT allows fast imaging for patient positioning and tracking/gating of the tumor. However, X-ray imaging has a poor soft tissue contrast and is ionizing. MRI currently used for diagnosis has a better soft tissue contrast and is non-ionizing. MRI could improve patient positioning, delineations, and dose calculation. To take full advantage of this imaging, an MRI-only workflow has been proposed. This new workflow lead to new open research areas as MRI acquisition in treatment position and MRI dose calculation.

MR image acquisition in treatment position is the first step of an MRI-only radiotherapy workflow. This acquisition ensures reproducibility of patient positioning, which is required to deliver accurately the dose in the desired localization. Head-and-neck is one of the most challenging sites for this acquisition. The main difficulty is that the radiotherapy treatment (RT) equipment, such as radiation therapy flat couch, head-and-shoulder mask, head board, do not fit within the standard diagnostic coil system. To address this issue, specific receiving coils for RT planning (RT coil system) were designed by the manufacturers [START_REF] Devic | MRI simulation for radiotherapy treatment planning[END_REF][START_REF] Paulson | Comprehensive MRI simulation methodology using a dedicated MRI scanner in radiation oncology for external beam radiation treatment planning[END_REF][START_REF] Paulson | Consensus opinion on MRI simulation for external beam radiation treatment planning[END_REF] . However, these setups are composed of flexible coils poorly fitting the patient anatomy, which decreased the image quality. In a limited number of studies [START_REF] Liney | Commissioning of a new wide-bore MRI scanner for radiotherapy planning of head and neck cancer[END_REF][START_REF] Wong | Image quality assessment of a 1.5T dedicated magnetic resonance-simulator for radiotherapy with a flexible radio frequency coil setting using the standard American College of Radiology magnetic resonance imaging phantom test[END_REF] , the image quality achieved by a RT coil system was quantified, and compared with a diagnostic coil system. In Liney et al. [START_REF] Liney | Commissioning of a new wide-bore MRI scanner for radiotherapy planning of head and neck cancer[END_REF] , a commissioning of a 1.5 T MRI equipped with a RT headand-neck coils was conducted. Volunteer and phantom 2D scans were used to determine the image quality. However, the coverage of the RT coils was too small to acquire correctly images of the lower neck region, limiting its use to some specific tumor sites. In another study, Wong et al. [START_REF] Wong | Image quality assessment of a 1.5T dedicated magnetic resonance-simulator for radiotherapy with a flexible radio frequency coil setting using the standard American College of Radiology magnetic resonance imaging phantom test[END_REF] assessed the image quality of a 1.5 T MRI with a RT setting composed of two flexible coils and a customized bi-lateral coil holder. The image quality assessment was conducted by following the standard ACR MRI phantom test [START_REF]Phantom Test Guidance for the ACR MRI Accreditation Program[END_REF] . Nevertheless, these tests were not performed in clinical conditions on volunteers as we propose in our study. MRI dose calculation is the main challenge of an MRI-only workflow. As there is no direct mapping from MR intensities to electron density, this research area remains an outstanding problem. To address this issue, several pseudo-CT generation methods from MRI were proposed. These methods can be roughly divided in bulk density [START_REF] Lambert | MRI-guided prostate radiation therapy planning: Investigation of dosimetric accuracy of MRI-based dose planning[END_REF] , atlas-based [START_REF] Dowling | Automatic Substitute Computed Tomography Generation and Contouring for Magnetic Resonance Imaging (MRI)-Alone External Beam Radiation Therapy From Standard MRI Sequences[END_REF][START_REF] Burgos | Robust CT Synthesis for Radiotherapy Planning: Application to the Head and Neck Region[END_REF] , and learning-based methods (patch-based [START_REF] Andreasen | A patch-based pseudo-CT approach for MRI-only radiotherapy in the pelvis[END_REF][START_REF] Largent | Pseudo-CT Generation for MRI-Only Radiation Therapy Treatment Planning: Comparison Among Patch-Based, Atlas-Based, and Bulk Density Methods[END_REF] and deep learning methods (DLM) [START_REF] Nie | Medical Image Synthesis with Context-Aware Generative Adversarial Networks[END_REF][START_REF] Han | MR-based synthetic CT generation using a deep convolutional neural network method[END_REF][START_REF] Wolterink | Deep MR to CT Synthesis Using Unpaired Data[END_REF][START_REF] Largent | Comparison of deep learning-based and patch-based methods for pseudo-CT generation in MRI-based prostate dose planning[END_REF][START_REF] Largent | Pseudo-CT Generation for Mri-only Radiotherapy: Comparative Study Between A Generative Adversarial Network, A U-Net Network, A Patch-Based, and an Atlas Based Methods[END_REF] ). The DLMs appeared to be the most efficient and accurate methods in the literature. These methods aim to model the relations between HU values of the CTs and the MR intensities by training a neuronal network. Once the optimal network parameters are estimated, the model can be finally applied to a test patient MRI to generate its corresponding pseudo-CT.

The aim of this study was firstly to compare the image quality provided by a diagnostic (DIAG) and RT coil systems and to optimize an MRI protocol for head-and-neck RT planning with volunteers in treatment position and the RT setup; secondly, to evaluate the accuracy of pseudo-CTs obtained from our optimized MRIs. These pseudo-CTs were generated by a state-of-the-art DLM [START_REF] Largent | Comparison of deep learning-based and patch-based methods for pseudo-CT generation in MRI-based prostate dose planning[END_REF][START_REF] Largent | Pseudo-CT Generation for Mri-only Radiotherapy: Comparative Study Between A Generative Adversarial Network, A U-Net Network, A Patch-Based, and an Atlas Based Methods[END_REF] which was compared favorably with other methods in the literature.

Materials and Methods

All experiments were conducted according to the procedures approved by the local Institutional Review Board. Written informed consent was obtained from all participants.

Image acquisitions

Comparison and optimization studies

MRI of the manufacturer phantom (GE cylindrical phantom), a salted home-made phantom and three healthy volunteers in head-and-neck treatment position, was performed at 1.5 T (Optima MR 450W, GE Healthcare, Milwaukee, USA). For the DIAG-MRI acquisitions, the standard coil system (32 channels head-and-neck units) was used. For the RT-MRI acquisitions, the specific coil system (16 channels GE MR Radiation-Oncology suite) with RT equipment (five points head-and-shoulder mask, radiotherapy flat couch and head board) was used. Figure 1 shows the DIAG and RT coil systems. A RT protocol was designed with isotropic 3D T1 gradient echo and 3D T2 fast spin echo (CUBE) sequences. The T1 and T2 sequences were applied with three and four distinct parameter sets (Table 1). The acquisitions were performed in sagittal orientation and reconstructed in axial orientation to minimize acquisition time and avoid aliasing, except for the RT T2 sequences. To allow reliable estimation of noise and contrast ratio with parallel imaging acceleration 17 , all images were acquired twice. This double acquisition was repeated five times on manufacturer phantom and each volunteer.

Pseudo-CT generation

Eight patients treated for head-and-neck cancer were considered. These patients received a CT scan and MRI in treatment position. CT scans were acquired with a Philips large-bore scanner (120 Kv, 2 mm slice thickness). For MRI, 3D T2-weighted sequences were performed using our optimized protocol (TE = 100.3 ms, TR = 3000 ms, flip angle = 90°, FOV = 410 mm, voxel sizes = 1.6 mm 3 ).

To correct MRI non-uniformity, the images were preprocessed by using N4 bias-field correction and histogram matching as in Dowling et al. [START_REF] Dowling | Automatic Substitute Computed Tomography Generation and Contouring for Magnetic Resonance Imaging (MRI)-Alone External Beam Radiation Therapy From Standard MRI Sequences[END_REF] . Each CT was registered to its corresponding MRI with a rigid registration, followed by a non-rigid registration.

Image quality metrics

To evaluate the MR image quality Signal-to-Noise Ratio (SNR), Contrast-to-Noise Ratio (CNR), Percentage Image Uniformity (PIU) and Mean Opinion Score (MOS) were considered. These metrics were described in the paragraphs below.

Signal-to-Noise Ratio

The Signal-to-Noise Ratio (SNR) is a metric used to estimate the quality of the acquired signal related to the noise. A simple method to determine SNR is to compute, on a single image, the ratio between the mean of the signal in the region of interest (ROI) and the standard deviation in the background. However, new MRI reconstruction methods modify the noise distribution in the images, and the standard computation method of the SNR is not reliable. In this study, SNR was computed with a more appropriate method using double acquisition [START_REF] Firbank | A comparison of two methods for measuring the signal to noise ratio on MR images[END_REF][START_REF] Murphy | Signal-to-noise measures for magnetic resonance imagers[END_REF] . The signal was estimated by computing the mean image of the double acquisition. The noise was estimated by computing the difference image of the double acquisition. ROIs were placed inside the resulting images and the SNR was computed with the following formula:

= μ √2 (1) 
where μ is the signal measured on the average image of the double acquisition, σ is the standard deviation measured on the difference image, √2 is the correction factor taking into account the double acquisition.

Contrast-to-Noise Ratio

CNR aims to quantify the contrast between two given tissues. As for SNR, a double acquisition was performed for CNR computation. This metric was computed, inside two ROIs ( , ) placed in two distinct tissues, with the following formula:

= | μ )) - μ ))| 1 2 )) + )) √2 (2) 
where is the mean image of the double acquisition and the difference image.

Percentage Image Uniformity

PIU was used to evaluate this image uniformity [START_REF] Sled | Understanding intensity non-uniformity in MRI[END_REF] . PIU was computed with the following formula:

= 1 - ! " ) -! ) ! " ) + ! ) # (3) 
where " ( ) is the region with the highest signal (the region with the lowest signal) inside the image. In our study, a 3D extension of this metric was implemented by using the Insight-Toolkit library [START_REF] Ibanez | The ITK software guide[END_REF] (ITK).

Mean Opinion Score

MOS is a measure used in psychometry, which aims to quantify the opinion of a group of individuals. This metric consists of averaging the scores (appreciations) given by several experts.

Comparison of the DIAG and RT coil systems

To compare the image quality achieved by the DIAG and RT systems, SNR (Eq. 1) and PIU (Eq. 3)

were estimated on 3D T1-weighted images of phantoms and volunteers (TE: 4.2 ms; TR: 7.0 ms; Flip angle: 15°; bandwidth: 195.3 Hz/px, FOV: 380 x 380 x 414 mm 3 ). Moreover, PIU was used to compare PURE and N4 21 non-uniformity correction algorithms.

Signal-to-Noise ratio study

For the manufacturer phantom images, five circular ROIs were placed in the central slice. For the volunteer images, five circular ROIs were placed in the organs-at-risk (brainstem, up to corpus callosum white matter, cerebellum, tongue and scalene muscle). SNR measurements were performed inside the ROIs and averaged for each coil system. The SNR ratios between the DIAG and RT coil systems were computed to compare image quality.

The SNR (Eq. 1) is impacted by different noise sources in the MR scanning process. These sources are mainly the receiving coil resistance and losses originating from human body tissues. These losses are proportional to the conductivity of tissues [START_REF] Giovannetti | An efficient method for electrical conductivity measurement in the RF range[END_REF] . To simulate the noise source, independently from the coil resistance, a home-made uniform phantom mimicking the head-and-neck anatomy and containing a saline solution was imaged. Three salt concentrations were used (0, 3.2g/L and 5 g/L).

For the unsalted solution, the noise originating from the coil is evaluated, at 3.2 g/L an average conductivity of human body tissues is considered [START_REF] Giovannetti | An efficient method for electrical conductivity measurement in the RF range[END_REF] , and 5g/L corresponds to a maximum barely present in human body tissues.

Percentage Image Uniformity study

Manual delineations of the manufacturer phantom were performed, separating the VOI from the background. Then, PIU (Eq. 3) was computed inside the VOI before and after application of the PURE (phased-array uniformity enhancement) [START_REF] Ogasawara | Image Non-Uniformity Correction for 3-T Gd-EOB-DTPA-Enhanced MR Imaging of the Liver[END_REF] and N4 image non-uniformity correction algorithms [START_REF] Tustison | N4ITK: improved N3 bias correction[END_REF][START_REF] Boyes | Intensity non-uniformity correction using N3 on 3-T scanners with multichannel phased array coils[END_REF] . PURE is a tool developed by an MRI manufacturer used in clinical imaging and N4 is an algorithm originated from computer vision used in research. The efficiency of both nonuniformity correction algorithms is compared.

Optimization of the T1 and T2 sequences for the RT coil system

To obtain reliable 3D T1 and T2 MR images for head-and-neck radiotherapy planning, an experimental design was performed. Three T1 and four T2 parameter sets were defined, and SNR (Eq. 1), CNR (Eq. 2) and MOS were used as criteria to select the optimal parameter set. During the experiment, clinical constraints were also considered (patient and RT equipment set-up time).

Signal-to-Noise ratio study

Circular ROIs were placed in the organs-at-risk (brainstem, up to corpus callosum white matter, cerebellum, tongue and scalene muscle) of the volunteers. SNR (Eq. 1) were computed inside the ROIs, and averaged for all T1 and T2 images. The SNR was used to select the optimal parameter set.

Contrast-to-Noise ratio study

Circular ROIs were placed in the scalene muscle and the brainstem of the volunteers. CNR (Eq. 2)

were computed inside the ROIs, and averaged for each T1 and T2 images. The CNR was used to select the optimal parameter set.

Mean Opinion Score study

The MOS was obtained from eight radiotherapists and five physicists. They ranked the volunteer images for each T1 and T2 parameter sets.

Pseudo-CT generation

To evaluate performances of our optimized protocol, pseudo-CTs were generated from the patient MRIs. Each pseudo-CT was obtained by using a GAN with perceptual loss [START_REF] Largent | Comparison of deep learning-based and patch-based methods for pseudo-CT generation in MRI-based prostate dose planning[END_REF][START_REF] Largent | Pseudo-CT Generation for Mri-only Radiotherapy: Comparative Study Between A Generative Adversarial Network, A U-Net Network, A Patch-Based, and an Atlas Based Methods[END_REF] . This DLM was composed of two networks: a generator (G) and a discriminator (D), which were trained in competition. Training and validation of this method was performed by using a leave-one-out scheme.

Generator network

The generator network aimed to provide pseudo-CTs from MRIs. In this study, the generator was a U-Net [START_REF] Han | MR-based synthetic CT generation using a deep convolutional neural network method[END_REF] . Its architecture was composed of two networks called encoding and decoding. The encoding aimed to extract multi-scale features from the input MRI. This network was composed of 12 convolutional layers, followed by batch normalization and ReLu activation functions [START_REF] Hahnloser | Digital selection and analogue amplification coexist in a cortex-inspired silicon circuit[END_REF] .

The decoding part aimed to gradually reconstruct the pseudo-CT using the features computed during the encoding. This network was a mirror version of the encoding network.

Design of the encoding and decoding networks were detailed in supplementary materials 1.

To train the generator, a perceptual loss functions was implemented [START_REF] Yang | Low-Dose CT Image Denoising Using a Generative Adversarial Network With Wasserstein Distance and Perceptual Loss[END_REF] . This loss mimics the human visual system to compare CT and pseudo-CT using similar features as opposed to only the intensities [START_REF] Nie | Medical Image Synthesis with Context-Aware Generative Adversarial Networks[END_REF][START_REF] Yang | Low-Dose CT Image Denoising Using a Generative Adversarial Network With Wasserstein Distance and Perceptual Loss[END_REF] . The VGG16 network [START_REF] Simonyan | Very Deep Convolutional Networks for Large-Scale Image Recognition[END_REF] was pretrained from the ImageNet data set 28 , and used to compute the features inside the CT and pseudo-CT. The perceptual loss (LG) function was defined as:

$ % , ) = '()) ) -()) ) ) ' (4) 
where is the MRI, is the corresponding CT, ) ) is the pseudo-CT provided by the generator, ‖ ‖ is the L2 norm, and ()) is the output of the 7 th VGG16 convolutional layer.

Discriminator network

The discriminator network [START_REF] Wang | Perceptual Adversarial Networks for Image-to-Image Transformation[END_REF] aimed to classify the generated pseudo-CT as real or fake CT. Thus, the output of this network is a probability value ranging between 0 (fake) and 1 (real). The discriminator architecture was composed of six convolutional layers and one fully connected layer.

Each convolutional layer was followed by batch normalization and Leaky-ReLu activation functions. The fully connected layer was followed by a sigmoid activation function. The loss function of the discriminator (LD) was a L2 loss.

Design of the discriminator networks was detailed in supplementary materials 1.

The generator (LG) and discriminator (LD) losses were combined to form the following adversarial loss: $ + ,-, . , ) = / $ 0 , ) + / $ % , ), where is the MRI, is the corresponding CT, $ 0 , ) is the discriminator loss, $ % , ) is the generator loss, and / and / are the weights for the discriminator and generator losses (Eq. 4).

Hyper-parameter setting of the GAN [START_REF] Largent | Comparison of deep learning-based and patch-based methods for pseudo-CT generation in MRI-based prostate dose planning[END_REF][START_REF] Largent | Pseudo-CT Generation for Mri-only Radiotherapy: Comparative Study Between A Generative Adversarial Network, A U-Net Network, A Patch-Based, and an Atlas Based Methods[END_REF] was detailed in supplementary materials 1.

Pseudo-CT evaluation

To evaluate the accuracy of the DLM [START_REF] Largent | Comparison of deep learning-based and patch-based methods for pseudo-CT generation in MRI-based prostate dose planning[END_REF][START_REF] Largent | Pseudo-CT Generation for Mri-only Radiotherapy: Comparative Study Between A Generative Adversarial Network, A U-Net Network, A Patch-Based, and an Atlas Based Methods[END_REF] , a voxel-wise comparison of the HU from CT and pseudo-CT was performed. For this aim, the mean absolute error (MAE) and the mean error (ME)

were calculated for the whole body. These endpoints were defined as: 

Results

Comparison of the DIAG and RT setups

Table 2 gives the SNR value and ratio between the manufacturer phantom and volunteer images.

The SNR was always higher for the DIAG coil system than for the RT coil system. The SNR ratios of both coil systems were 1.3 for phantom and volunteers. As the SNR increases with the square root of the acquisition time, it will require an increase of 70% of the acquisition time ( SNR ratio) = 1.69) to reach the diagnostic image quality with the RT coil system. Table 3 shows the SNR values obtained on the home-made phantom filled with different concentrations of NaCl.

The SNR ratios were 1.6, 1.3 and 1.1 with respectively 0, 3.2 and 5 g/L of NaCl. For this phantom, the SNR was also higher for the DIAG coil system compared to that of the RT coil system. Figure 2 illustrates the image non-uniformity provided by both coil systems before and after PURE and N4

corrections. The PIU on raw 3D T1-weighted images is higher for the DIAG coil system compared to that of the RT coil system (38.8 % against 33.5 %). The N4 algorithm provided higher values compared to the PURE (DIAG: 86.7 % against 41.7%, RT: 76.6 % against 49.0 %). 4 gives the SNR values from the volunteer images acquired with the distinct T1 and T2 parameter sets. Higher SNR values were obtained for the v3 T1 and v1 T2-weighted images. Table 4 gives also the CNR values for the volunteer images. CNR values were higher for the v3 T1 and v4 T2-weighted images compared to other parameter sets. The lowest values were found for the v2 T2-weighted images. Additional Table 1 shows the MOS values given by 8 radiotherapists and 5 physicists. The maximum MOS values were found for the v3 T1 and v4 T2-weighted images. These values correspond to the appreciation "good". The scores range from 2.64 to 4.0. 

Optimization of the T1 and T2 sequences for the RT setup

Pseudo-CT evaluation

Discussion

In a context of head-and-neck MRI-only radiotherapy, we quantify the loss of image quality caused by using a RT setup for acquisition in treatment position. The 30% image quality decrease found would require a 70% increase in acquisition time to be fully compensated (as in diagnostic). To compensate this decrease, an experimental design was proposed to optimize a clinical MRI protocol. The obtained MR images are suitable for dose planning (acquisition in treatment position and dose calculation).

To compare the performances of the DIAG and RT coil systems, 3D isotropic T1 images were acquired on phantoms and healthy volunteers, covering all the head-and-neck anatomy.

SNR ratios of 1.3 between the DIAG and RT coil systems were found for the manufacturer phantom and volunteers. In another study, Liney et al. [START_REF] Liney | Commissioning of a new wide-bore MRI scanner for radiotherapy planning of head and neck cancer[END_REF] reported ratios equal to 1.09, 1.55 and 1.9

(respectively in axial, coronal and sagittal planes) between the DIAG and RT coil systems. These values are close to our SNR ratio. However, they are hardly comparable because the authors performed the imaging in 2D with a different RT setup. Moreover, the coverage of these RT coil (head only) was too small to image correctly the lower neck region, limiting its use to some tumor sites.

The comparison between different saline solutions showed the importance of the conductivity losses for head-and-neck imaging at 1.5 T. As expected, the DIAG coil system is by design far more optimized for head-and-neck imaging than the flexible RT coil system. This is demonstrated by the 1.6 ratio of SNR between the two systems for the pure water phantom. When the salt concentration increases, losses in the phantom increase, reducing the impact of the coil design. In our case, the SNR of the two coil systems are equivalent for a 5 g/L salt concentration. At 3.2 g/L, the observed ratio of 1.3 is similar to the ratio observed on volunteer, supporting the use of this salt concentration in phantoms mimicking the human body [START_REF] Giovannetti | An efficient method for electrical conductivity measurement in the RF range[END_REF] .

The DIAG coil system is less affected by image non-uniformity compared to the RT coil system.

This system is designed with coil elements surrounding all the patient head, thus providing a very uniform signal. The flexible RT coil system is designed to accommodate different patient anatomies, this explains its non-uniformity. 3D PIU values computed on the 3D T1 image were 38.8% and 33.5 % for the DIAG and RT systems. In another study, Wong et al. [START_REF] Wong | Image quality assessment of a 1.5T dedicated magnetic resonance-simulator for radiotherapy with a flexible radio frequency coil setting using the standard American College of Radiology magnetic resonance imaging phantom test[END_REF] reported 2D PIU values equal to 92.7% and 93.4% for the DIAG and RT setups. These values are hardly comparable with our PIU results because they were only computed using one axial slice of 2D head images. The N4 non-uniformity correction algorithm provided better results compared to the manufacturer method PURE. Nevertheless, the N4 method has a lot of tuning parameters requiring strong knowledge in computer vision making it unappealing for clinical routine. The PURE method doesn't need tuning parameters. Indeed, the PURE method appears more appropriate for clinical routine while the N4 method can be used for pseudo-CT generation [START_REF] Johnstone | Systematic Review of Synthetic Computed Tomography Generation Methodologies for Use in Magnetic Resonance Imaging-Only Radiation Therapy[END_REF] .

A design experiment was performed on the 3D T1 and T2 volunteer images, to select the best sequence parameters for delineation and MRI dose calculation (pseudo-CT generation) during the RT planning.

On the T1-weighted MR images, the whole quantitative and subjective criteria provided the same results. The v3 T1 parameter set gave the best results with mean SNR, mean CNR and MOS respectively equal respectively to 20.6, 6.16 and 3.91. Conversely, for the T2-weighted images these criteria do not converge to the same result. As tissue contrast is more important than noise for delineation tasks during the RT planning, CNR and MOS were mostly considered to select the optimal T2 parameter set. The v4 T2 parameter set provided the best results with mean CNR and MOS equal to 44.46 and 4.0.

During our experiment, clinical constraints as patient and RT equipment set-up time, and patient discomfort (caused by the head and shoulder mask), were also considered. The patient RT set-up time was around 15 minutes compared to 5 minutes for the DIAG set-up time. The acquisition time of the whole protocol was 15 minutes which is shorter than a standard radiotherapy treatment session (~ 30 min).

Pseudo-CT generation was investigated in a limited number of studies for head-and-neck site.

Guerreiro et al. [START_REF] Guerreiro | Evaluation of a multi-atlas CT synthesis approach for MRI-only radiotherapy treatment planning[END_REF] used an ABM to generate pseudo-CTs in the head-and-neck area and reported a MAE = 90.7 HU. Johansson 32 performed a Gaussian mixture and obtained a MAE = 137 HU. Our GAN method with perceptual loss [START_REF] Largent | Comparison of deep learning-based and patch-based methods for pseudo-CT generation in MRI-based prostate dose planning[END_REF][START_REF] Largent | Pseudo-CT Generation for Mri-only Radiotherapy: Comparative Study Between A Generative Adversarial Network, A U-Net Network, A Patch-Based, and an Atlas Based Methods[END_REF] compared favorably with these studies. Our optimized MRI allow us to obtained accurate pseudo-CTs.

Our study presents some limitations. Firstly, MRI geometrical distortions were not evaluated.

However, for head-and-neck site geometrical distortions are generally low and inferior to 2 mm, which is acceptable for RT planning [START_REF] Paulson | Consensus opinion on MRI simulation for external beam radiation treatment planning[END_REF][START_REF] Torfeh | Characterization of 3D geometric distortion of magnetic resonance imaging scanners commissioned for radiation therapy planning[END_REF][START_REF] Walker | MRI distortion: considerations for MRI based radiotherapy treatment planning[END_REF] . Secondly, the efficient and low-SAR (Specific-Absorption-Rate) 3D gradient echo T1-weighted sequence used in this study could be sensible to dental artifacts. A fast spin echo alternative was added as an option to address this issue. Thirdly, we do not quantify the impact of using an RT-setup on tumor and organs-at-risk delineations. This quantification could be very challenging to perform because of bias from IRM-DIAG IRM-RT deformable registrations required to compare these delineations. Moreover, only three volunteers were scanned for practical reasons (fabrication of personalized head and shoulder mask, double acquisitions performed five times for each phantom and healthy volunteer, availability of the clinical MRI scanner). Finally, a dosimetric evaluation of the obtained pseudo-CTs was not performed, it is part of future works.

Conclusion

This study aims to improve patient positioning and dose targeting in head-and-neck MRI-only radiotherapy by using MRI acquired in treatment position (with RT-setup). The ratios between the SNR of the both coil systems were computed to quantify their differences in term of image quality. Each acquisition was performed twice and repeated five times. Additional Table 1. The Mean Opinion Score (MOS) given by 8 radiotherapists and 5 physicists.

The score label is defined by bad = 1, poor = 2, fair = 3, good = 4, excellent = 5.

Additional Table 1. La note d'opinion moyenne (MOS) donnée par huit radiothérapeutes et cinq physiciens. Le label associé à chaque note est : très mauvais = 1, mauvais = 2, acceptable = 3, bien = 4, excellent = 5. 

Fig 3

 3 Fig 3 illustrates the axial reconstructed T2-weighted MR images (parameter sets v1, v2, v3) and the native T2-weighted MR image (parameter set v4), for one volunteer.Table 4 gives the SNR values

  Fig 4 illustrates the MR images obtained with the v3 T1 and v4 T2 sequence parameters, for one volunteer wearing a head and shoulder mask within the RT setup. These sequence parameter sets were retained for the clinical protocol. The patient set-up time with radiotherapy device was around 15 minutes (compared to 5 minutes for diagnostic set-up). The acquisition times were 3.21 and 6.22 minutes and the full protocol time was 15 minutes.

Fig 5 .

 5 Fig 5. illustrates for one patient the MRI, the real CT and the pseudo-CT generated by the GAN using the perceptual loss. The MAE and ME (Eq. 5 and Eq. 6) obtained by using the GAN DLM on our optimized patient MRI were 82.8 (± 48.6) HU and -3.9 (± 12.8) HU. The computation time to generate one pseudo-CT was approximately 35 seconds.

  T1 and T2-weighted MR images of the three volunteers (with RT equipment for RT acquisitions). Three T1 and four T2-weighted sequence parameters were tested for the comparison of the coil systems and the design optimization. Each acquisition was performed twice and repeated five time Table 4. SNR et CNR provenant d'images IRM 3D pondérées en T1 et T2 de trois volontaires. Trois paramètres de séquences pondérées en T1 et quatre paramètres de séquences pondérées en T2 ont été testées pour la comparaison des systèmes d'acquisition et la réalisation du plan d'expérience. Chaque séquence a été acquise deux fois avec cinq répétitions.
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 11223445 Fig 1. DIAG (a) and RT (b) coil systems, manufacturer phantom (c), and one volunteer wearing a five points head and shoulder mask (d)

  

  

  

Table 1 .

 1 To compensate loss of MR image quality generated by RT-setup, a design experiment was proposed to optimize a headand-neck MRI protocol. The obtained optimized MR images allow accurate and fast pseudo-CT generation by a generative adversarial network using perceptual loss. These images could be therefore used for dose planning in clinical practice. 3D T1 and T2-weighted sequence parameters. Three T1 and four T2-weighted sequence parameters were tested for the comparison of the coil systems and the design optimization. Each acquisition was performed twice and repeated five times.

		V1 T1	V2 T1	V3 T1	V1 T2	V2 T2	V3 T2	V4 T2
	FOV (mm)	380	380	380	380	380	380	410
	Matrix (px)	260x260 260x260 260x260 192x190 192x190 192x190 256x256
	Voxel size (mm 3 )	1.5 3	3	1.5 3	2.0 3	2.0 3	2.0 3	1.6 3
	Number of slices	176	176	124	224	224	224	242
	TE (ms)	4.2	1.12	4.2	74.6	131.9	95.5	100.3
	TR (ms)	7.0	3.5	7.0	2000	2000	2000	3000
	Flip angle (°)	15	10	15	90	90	90	90
	Bandwidth (Hz/px)	195.3	325.5	195.3	325.5	244.1	244.1	122.1
	Acceleration factor	2	2	1	2	2	1	1.5
	Acquisition time (min:s)	2:22	1:11	3:21	3:17	2:13	3:39	6:31
	Acquisition orientation	Sagittal Sagittal Sagittal Sagittal Sagittal Sagittal	Axial

Table 1 .

 1 Paramètres des séquences 3D pondérées en T1 et T2. Trois paramètres de séquences pondérées en T1 et quatre paramètres de séquences pondérées en T2 ont été testées pour la comparaison des systèmes d'acquisition et la réalisation du plan d'expérience. Chaque séquence a été acquise deux fois avec cinq répétitions.

Table 2 .

 2 SNR from 3D T1-weighted MR images of the manufacturer phantom and the volunteers.

Table 2 .

 2 SNR provenant d'images IRM 3D pondérées en T1 d'un fantôme et de volontaires. Le ratio entre les SNR des deux systèmes d'acquisition a été calculé pour quantifier leurs différences en termes de qualité d'images. Chaque séquence a été acquise deux fois avec cinq répétitions.

		Manufacturer phantom	Volunteer
	Coil systems	DIAG	RT	DIAG	RT
	SNR	173.8 (± 10.0)	133.8 (± 12.3)	21.2 (± 5.2)	16.3 (± 3.3)
	Ratio	1.3		1.3

Table 3 .

 3 Influence of the conductivity on the SNR measurements from DIAG and RT coil systems. SNR from 3D T1-weighted MR images of a home-made phantom filled with different concentrations of NaCl. Each acquisition was performed twice.

Table 3 .

 3 Influence de la conductivité sur les SNR provenant des systèmes d'acquisition de diagnostic et de radiothérapie. Ces SNR proviennent d'images IRM 3D pondérées en T1 de fantômes remplis avec différentes concentrations de NaCl. Chaque acquisition a été réalisée deux

	fois.

Table 4 .

 4 SNR and CNR from 3D
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Supplementary materials 1: Pseudo-CT generation by a GAN with perceptual loss

Each pseudo-CT were obtained by using a GAN [START_REF] Largent | Comparison of deep learning-based and patch-based methods for pseudo-CT generation in MRI-based prostate dose planning[END_REF][START_REF] Largent | Pseudo-CT Generation for Mri-only Radiotherapy: Comparative Study Between A Generative Adversarial Network, A U-Net Network, A Patch-Based, and an Atlas Based Methods[END_REF] on the patient MRIs. This DLM was composed of two networks: a generator (G) and a discriminator (D), which were trained in competition.

Generator network

The generator network aimed to provide pseudo-CTs from MRIs. In this study, the generator was a U-Net [START_REF] Han | MR-based synthetic CT generation using a deep convolutional neural network method[END_REF] . Its architecture was composed of two networks called encoding and decoding. The encoding aimed to extract multi-scale features from the input MRI. This network was composed of 12 convolutional layers, followed by batch normalization and ReLu activation functions [START_REF] Hahnloser | Digital selection and analogue amplification coexist in a cortex-inspired silicon circuit[END_REF] . The filter numbers of these layers were 64, 64, 128, 128, 256, 256, 256, 512, 512, 512, 512, and 512, and their filter size was 3 × 3 (stride = 1). For down-sampling, convolutional layers with a filter size of 2 × 2 (stride = 2) were used.

The decoding part aimed to gradually reconstruct the pseudo-CT using the features computed during the encoding. This network was a mirror version of the encoding network. For feature upsampling, transposed 2D convolutional layers were used with a filter size of 2 × 2 (stride = 2). To obtain the pseudo-CT, the last layer of the decoding network was a convolution layer with one filter (size = 1×1).

To train the generator a perceptual loss functions was implemented [START_REF] Yang | Low-Dose CT Image Denoising Using a Generative Adversarial Network With Wasserstein Distance and Perceptual Loss[END_REF] . This loss mimics the human visual system to compare CT and pseudo-CT using similar features as opposed to only the intensities [START_REF] Nie | Medical Image Synthesis with Context-Aware Generative Adversarial Networks[END_REF][START_REF] Yang | Low-Dose CT Image Denoising Using a Generative Adversarial Network With Wasserstein Distance and Perceptual Loss[END_REF] . The VGG16 network [START_REF] Simonyan | Very Deep Convolutional Networks for Large-Scale Image Recognition[END_REF] was pretrained from the ImageNet data set, and used to compute the features inside the CT and pseudo-CT. The perceptual loss function ($ % ) was defined as:

where is the MRI, is the corresponding CT, ) ) is the pseudo-CT provided by the generator, ‖ ‖ is the L2 norm, and ()) is the output of the 7 th VGG16 convolutional layer.

Discriminator network

The discriminator network aimed to classify the generated pseudo-CT as real or fake CT. Thus, the output of this network is a probability value ranging between 0 (fake) and 1 (real). The discriminator architecture was composed of six convolutional layers and one fully connected layer.

Each convolutional layer was followed by batch normalization and Leaky-ReLu activation functions. The filter numbers of these layers were 8, 16, 32, 64, 64 and 64. The filter size was 3 × 3 (stride = 2) for the first four layers and 1 × 1 (stride = 1) for the remaining layers. The fully connected layer was followed by a sigmoid activation function. The loss function of the discriminator $ 0 was a L2 loss.

The generator and discriminator losses were combined to form the following adversarial loss: $ + ,-, . , ) = / $ 0 , ) + / $ % , ), where is the MRI, is the corresponding CT, $ 0 , ) is the discriminator loss, $ % , ) is the generator loss, and / and / are the weights for the discriminator and generator losses.

Training of the GAN with perceptual loss

The GAN DLM was trained using anatomically paired data: axial 2D slices of the training CT and MR images. Data augmentation was performed to increase the size of the training cohort. It was conducted by randomly applying affine registrations on the slices (translated by -5% to 5% per axis, rotated by -10° to +10°, sheared by -10° to 10°). A mini-batch size of 10 slices and 200 epochs was considered. The network parameters were optimized using the Adam algorithm [START_REF] Kingma | Adam: A Method for Stochastic Optimization[END_REF] . The parameters of this algorithm parameters were: D = 1 × 10 GH , I = 0.9, and I = 0.9. The weights of the discriminator and generator loss functions were: / = 100 and / = 1, respectively. The